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I.  Stabilization  and  Nucleation  of  Cavitation  Nuclei 

It  is  rather  well  known  that  liquids  possess  a  tensile  strength  sever¬ 
al  orders  of  magnitude  less  than  predicted  due  to  the  presence  of  inhomoge¬ 
neities  suspended  in  the  bulk  of  the  liquid.  These  preferential  sites  for 
liquid  rupture  are  commonly  called  nuclei  and  are  presumed  to  be  small 
pockets  of  undissolved  gas.  The  fact  that  experiments  [1]  involving  small 
samples  cf  liquids  that  do  not  possess  nuclei  gives  values  of  the  tensile 
strength  close  to  the  value  predicted  by  theory  indicates  rather  con¬ 
clusively  that  these  nuclei  do  exist  and  essentially  determine  the  experi¬ 
mental  tensile  strength  of  liquids. 

Before  we  consider  the  various  models  that  have  been  suggested  as 
possible  candidates  for  cavitation  nuclei,  it  is  important  to  keep  fresh  in 
our  minds  a  rather  remarkable  fact  concerning  transient  cavitation  -  no 
matter  where  one  makes  the  measurement  (in  a  geographical  sense),  one  finds 
that  there  exists  a  rather  sharply  defined  threshold  acoustic  pressure 
below  which  cavitation  rarely  occurs.  (A  similar  threshold  exists  for 
many  aspects  of  stable  cavitation,  although  it  is  not  so  sharply  observed). 
For  example,  consider  Fig.  1  which  shows  some  raw  data  [2]  taken  from  a 
measurement  of  the  acoustic  cavitation  threshold  of  water.  Using  an  objec¬ 
tive  detection  criterion,  i.e.,  the  detection  of  a  sonoluminescence  pulse 
of  a  predetermined  minimum  height,  all  30  measurements  taken  over  a  period 
of  2  hours  gave  peak  acoustic  threshold  pressures  within  a  range  of  a  db  or 
so.  We  shall  have  to  conclude  that  the  ”i nho'aogeneir ies  are  rather  homoge¬ 
neous"  . 

Having  accepted  the  experimental  fact  that  nuclei  exist,  and  are 
essentially  pockets  of  gas,  we  can  quickly  discover  that  they  must  be  boch 
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Acoustic  Pressure  Amplitude  (bars) 


=  4.2*  2  bar 


1.  Strip  chart  record  of  acoustic  cavitation  threshold  measurements 
illed  water  at  a  frequency  of  69  kHz •  The  water  was  saturated  with 
The  figure  shows  that  as  the  pressure  amplitude  (vertical  axis)  was 
ed  linearly  with  time,  the  cavitation  inception  point  is  well  de¬ 
fined  and  sstable. 


complex  and  simple  ac  Che  same  time.  Complex  because  there  must  exist  some 
stabilization  mechanism  to  prevent  the  gas  from  dissolving  (and  we  shall 
see  that  this  effect  requires  some  pretty  sophisticated  models),  and  simple 
because  these  nuclei  must  be  the  same  throughout  a  liquid  taken  from  around 
Che  world.  We  shall  now  consider  the  various  mechanisms  that  would  permit 
a  pocket  of  gas  to  exist  for  indefinite  periods  of  time  in  a  iiauid  -  in 
essence,  to  be  stabilized  against  dissolution.  First  a  bit  of  terminology: 
pockets  of  gas,  no  matter  what  geometrical  shape,  are  to  be  called  nuclei ; 
the  prevention  of  this  gas  from  dissolving  is  called  stabilization;  the 
release  of  this  gas  from  its  stabilized  condition  so  that  it  can  grow  into 
an  observable  event  is  called  nucleation;  the  event  itself  is  called 
cavi tation. 

A.  Free  bubbles 

It  is  by  now  well  known  that  free  gas  bubbles  present  in  a  liquid  will 
either  rise  to  the  surface  or  quickly  dissolve  due  to  the  "Laplace  pres¬ 
sure"  exerted  by  surface  tension.  The  stability  of  free  gas  bubbles  has 
been  discussed  by  numerous  authors;  see  references  [3-5]  to  consider  a  few. 
An  example  or  two  can  give  us  some  applicable  numbers.  A  gas  bubble  of 
radius  100  u  m  would  take  6900  seconds  to  dissolve  but  would  rise  through 
water  at  an  approximate  terminal  velocity  of  2  cm/sec;  a  bubble  of  1.0 p  m 
would  not  rise  significantly  (due  to  Brownian  motion)  but  would  dissolve 
within  60  ms  if  it  were  in  water.  Biological  media  present  a  different 
environment  than  distilled  water,  but  it  is  reasonable  to  assume  that  large 
bubbles  are  extremely  rare  and  surface  tension  forces,  though  smaller  than 
those  for  pure  water  would  still  force  small  bubbles  to  dissolve.  (The 
argument  that  local  gas  supersaturation  could  balance  the  Laplace  pressure 
can  be  countered  by  noting  that  the  Laplace  pressure  for  a  1.0  pm  bubble  is 
over  an  atmosphere  -  such  levels  of  supersaturation  would  be  extreme ly 
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B.  Ionic  charges 

Akulichev  [6]  has  suggested  that  free  ions  present  in  a  liquid  could 
stabilize  a  pocket  of  gas  by  Coulomb  repulsion.  He  has  presented  support¬ 
ing  evidence  that  indicates  that  the  concentration  of  certain  hydrophobic 
ions  can  significantly  affect  the  cavitation  threshold  of  aqueous  solu¬ 
tions.  We  have  examined  this  model  also  and  can  verify  that  the  acoustic 
cavitation  threshold  is  significantly  affected  by  the  dissolved  ion  concen¬ 
tration.  For  example,  consider  Fig.  2,  which  shows  the  influence  of  the 
cavitation  threshold  on  the  concentration  of  the  salt  KI .  (We  have  extend¬ 
ed  the  range  of  the  ion  concentration  nearly  two  orders  of  magnitude  lower 
than  Akulichev.)  Unfortunately,  it  is  still  not  possible  to  present  a 
viable  model  detailing  the  physical  mechanisms  that  leads  to  nuclei  stabi¬ 
lization.  At  best,  we  can  say  that  the  presence  of  dissolved  ions  can 
significantly  influence  the  cavitation  threshold,  and  that  this  fact  should 
be  kept  in  mind  when  dealing  with  this  concept. 

C.  Organic  skins 

A  polar  liquid  such  as  water  is  known  to  rapidly  acquire  trace  amounts 
of  organic  solutes  that  are  surface-active.  Fox  and  Herzfeld  [7]  suggested 
a  model  for  cavitation  nuclei  based  on  these  organic  molecules.  In  their 
view,  a  rigid  skin  of  these  organic  molecules  would  form  about  a  dissolving 
bubble  preventing  the  bubble  from  dissolving  further  and  thus  stabilizing 
the  nucleus.  For  future  contrast  with  a  model  to  be  discussed  below,  note 
that  in  this  model  the  skin  is  assumed  to  be  rigid.  Unfortunately  for  this 
model,  the  experiments  of  Strasberg  [8]  who  considered  the  cavitation 
threshold  as  a  function  of  applied  st  vie  pressure,  seriously  challenged 
its  veracity.  If  the  nucleus  is  truly  surrounded  with  a  rigid  skin,  there 


would  exist  a  crushing  pressure  whereby  the  nue  Leus  would  be  destroyed 


and 


ACOUSTIC  PRESS 


15 


tr 

< 

CD 


5 


0 


K  I 


$ 


$ 


-d 


-1 

LOG  ION  CONC. 


0 

(mMOL/L) 


1 


'■"ig.  2.  Variation  of  the?  a 
with  concentration  of  KI. 
concentration  was  30"  of  sa 
results  ot  Aculichev  [ n j 


coustic  cavitation  threshold 
The  frequency  was  n1*  kHz  and 
tur.it ion-  The  dashed  line  s 
that  were  made  at  a  lower  gas 


nl  d  i  s  t:  i  1  L  ed  wa  t  e  i 
t  n  e  d  i  s  s  o  1  v e  d  g  a  s 
hows  the  previous 
c  o  n  c  e  n  t  r  a  t  i  o  n  . 


,Vav2 


Che  threshold  would  approach  the  theoretical  limit.  Strasberg’s  measure¬ 
ments  which  indicated  a  monotonic  increase  in  threshold  with  applied  static 
pressure,  rather  than  a  sharp  discontinuity,  prompted  even  Herzfeld  to 
subsequently  reject  the  model  [9]. 

A  modified  Herzfeld-Fox  model  was  then  introduced  by  Sirotyuk  [10]  who 
gave  few  details  but  argued  that  surface  active  molecules  could  stabilize  a 
gas  bubble  from  dissolution.  The  experimental  evidence  given  by  Sirotyuk 
in  support  of  the  model  is,  in  the  view  of  the  author,,  considerably  flawed. 
However,  there  is  probably  considerable  merit  in  the  model,  as  properly 
modified  by  Yount. 

Yount  [11-15]  has  developed  the  surface  active  agent  concept  into  a 
detailed  and  sophisticated  model  that  explains  a  considerable  volume  of 
data  obtained  from  studies  of  bubble  formation  in  supersaturated  gelatine. 
Since  this  model  appears  to  have  experimental  support,  and  since  it  seems 
to  have  a  specific  applicability  to  situations  involving  organic  solutions, 
it  is  appropriate  to  consider  this  model  in  more  detail  when  considering 
nucleation  in  biological  systems.  (An  excellent  and  detailed  review  of 
this  modei  has  been  accomplished  by  Atchley  [16]  ;  much  of  the  following- 
discussion  is  taken  from  this  dissertation.) 

This  model  is  called  by  Yount  the  "Varying  Permeability"  model  as  will 
be  obvious  from  the  following  discussion.  In  contrast  to  Herzfeld-Fox  and 
following  Sirotyuk,  It  Is  assumed  that  the  dissolution  of  gas  bubbles  is 
halted  by  a  non-rigid  organic  skin.  This  skin  has  mechanic. a  1  strength 
again:, r  compression ,  but  none  against  tension.  This  postulated  nucleus  is 
depleted  schema  r.  1  on  1  ]  v  in  figure  J. 

The  nucleus  is  fomted  In  the  following  manner.  A  gas  bubble  is  intro¬ 
duced  into  a  liquid  bv  some  mechanism  tb.it  is 


not  iinoortant  at  the  moment, 


and  begins  Co  dissolve.  While  Che  dissolution  takes  place,  surface  active 
molecules  accummulate  on  Che  surface.  Eventually,  within  minutes  or  se¬ 
conds,  Che  density  of  these  surfactants  is  such  that  they  resist  the 
collapse  of  the  bubble.  This  is  presumably  a  Coulomb  interaction.  These 
molecules  are  polar  (or  perhaps  even  carry  a  net  charge)  and  align  them¬ 
selves  such  that  their  polar  "heads”  face  outward  (toward  the  water)  and 
their  tails  (typically  hydrocarbons)  stick  inward.  Thus,  as  the  density 
increases,  the  separation  of  the  heads  becomes  small  enough  for  dipole 
fields  to  become  important.  Of  course,  one  would  expect  that  if  the  sur¬ 
factants  were  charged,  the  density  at  which  stabilization  occurs  would  be 

-2  -3 

lower  because  monopolar  fields  vary  as  r  rather  than  r 

Once  the  critical  density  is  reached,  the  radius  of  the  nucleus  may 
vary  through  changes  in  the  number  of  molecules  on  the  skin.  The  equili¬ 
brium  condition  for  this  nucleus  is  that  the  electrochemical  potentials  of 
the  skin  and  the  reservoir  oust  be  equal.  The  reservoir  is  a  thin  (perhaps 
oonomolecular )  layer  of  non-aligned  surfactants  which  surrounds  the  skin  of 
aligned  molecules.  This  equilibrium  condition  can  be  satisfied  by  the 
accretion  or  deletion  of  molecules  from  the  skin  (or  reservoir),  resulting 
in  a  "large-scale"  change  in  radius.  Having  adjusted  the  radius  in  this 
manner,  subsequent  "small-scale"  changes  in  radius  occur.  These  changes 
involve  only  the  adjustment  of  the  separation  of  adjacent  skin  molecules, 
not  a  change  in  the  number  of  molecules.  At  equilibrium,  the  nucleus  can 
be  thought  of  as  two  concentric  shells  of  negligible  thickness — the  outer 
one,  the  reservoir,  is  in  contact  with  the  liquid  and  the  inner  one,  the 
skin,  Is  in  contact  with  the  gas.  So  far,  this  model  has  only  been  used  to 
make  predictions  about  compression/decompression  processes  during  which  gas 
diffusion  can  play  a  major  role  and  which  is  basically  a  quasistatic  pro¬ 
cess.  However,  Yount  [ 14]  has  calculated  characteristic  times  in  which  a 
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skin  molecule  can  be  accreted  or  deleted,  due  to  an  inequality  of  electro¬ 
chemical  potentials,  and  found  them  to  range  from  10  ^  to  10  ^  seconds. 
The  shortest  times  approach  the  period  of  acoustic  signals  used  in  ultraso¬ 
nic  studies.  This  would  imply  that  large-scale  changes  in  radius  may  bo 
able  to  keep  up  with  the  variations  in  applied  pressure  associated  with 
acoustic  cavitation. 

As  mentioned  above,  Yount  has  performed  only  long  time-scale  experi¬ 
ments.  A  typical  experiment  will  now  be  described.  During  the  experiment, 
gelatin  sampl.es  (surface  tension  around  50-55  dyn/ctn)  are  subjected  to  a 
pressure  schedule  which  involves  a  compression,  a  resting  time  for  equilib¬ 
rium  to  occur,  and  a  subsequent  rapid  decompression.  The  sample,  about  0.4 
ml  in  volume,  initially  at  a  pressure  P  ,  is  rapidly  compressed  to  a 
pressure  P^.  "Rapidly"  means  that  no  gas  diffuses  out  of  the  nucleus 
during  the  compression.  The  sample  is  held  at  P  long  enough  for  the 
dissolved  gas  pressure  in  the  sample  to  come  to  equilibrium  at  P^;  i.e., 

it  becomes  saturated.  The  holding  time  is  typically  5.25  hours.  The 
ambient  pressure  is  then  reduced  rapidly  to  resulting  in  the  growth  of 
some  of  the  nuclei.  This  growth  occurs  through  gas  diffusion  from  the  now 
supersaturated  liquid  into  the  nuclei.  Several  minutes  are  allowed  for  the 
nuclei  to  grow  to  visible  size.  Then  the  total  number  of  visible  bubbles 
are  counted  and  correlated  with  the  pressure  schedule.  Yount  defines  the 
crushing  pressure,  P  ,  ,  as  P  -P  ;  and  the  supersaturation  pressure, 

P  ,  as  P  -P,.  One  manner  of  data  presentation  is  a  graph  of  P  vs. 
ss  mf  r  or  ss 

P  ,  for  lines  of  constant,  number  of  bubbles.  Such  a  graph  is  reproduced 
crush 

in  figure  4. 

The  isopleths  (lines  of  constant  number  of  bubbles)  in  figure  4  show  a 

'k 

gradual  decrease  in  slope  at  P  ,  =*P  -P  *  The  segments  of  the  lines  on 
6  Y  crush  o 
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etcher  side  of  this  cric.ic.al  point  are  more  or  less  linear.  This  behavior 

is  explained  as  follows.  For  modest  values  of  ?  ,  the  skin  remains 

crush 

permeable  to  gas  diffusion.  This  enables  the  gas  inside  the  nucleus  to 

remain  in  equilibrium  with  the  dissolved  gas  in  the  gelatin.  However,  at  a 

& 

critical  ambient  pressure,  P  »P  +P  ,  ,  the  skin  molecules  become  so 

o  crush 

tightly  packed  tha  che  skin  becomes  essentially  impermeable  Co  gas  diffu¬ 
sion.  This  prevents  the  interior  and  exterior  of  the  bubble  from  remain¬ 
ing  in  equilibriut..  Therefore,  the  gas  pressure  inside  the  bubble  will  be 
less  than  the  gas  pressure  of  the  saturated  gelatin,  resulting  in  a  lower 
"effective"  Pg ^  during  decompression.  Throughout  decompression  the  skin  is 
always  permeable,  Independent  of  This  process  gives  rise  to  the 

name  "varying-permeabilit.y" . 

Perhaps  it  is  useful  Co  point  out  that  for  acoustic  processes 

P_  ,«P  and  that  the  holding  time  is  usually  too  short  for  any  signifi- 
o  r*u  Sn  S  s 

cant  gas  diffusion  to  occur. 

D.  Crevice  model. 

The  crevice  model  is  fundamentally  different  from  the  other  models 
discussed.  Its  stabilization  mechanism  does  not  require  that  surface 
tension  be  nullified,  rather,  it  uses  surface  tension,  combined  with  geome¬ 
trical  considerations.  to  stabilize  a  gas  pocket  at  the  bottom  of  a  cre¬ 
vice.  It  is,  perhaps,  the  most  familiar  of  tha  models.  This  is  partly 
true  because  it  car;  account  for  a  wide  range  of  experimental  data,  whereas 
the  othr_-  models  can  account  for  only  limited  sets  of  data,  most  often  that 
of  the  model's  proponent.  Since  the  crevice  model  has  undergone  several 
revisions,  it:  would  be  unreasonable  to  discuss  all  of  them  in  detail. 
Therefore,  tne  model  will  be  discussed  briefly  in  the  form  reported  by 
Atchley  [16]. 


1 1 


The  crevice  model  assumes  that  gas  pockets  are  stabilized  at  the 
bottom  of  conical  cracks  or  crevices  found  on  hydrophobic  solid  impurities 
present  in  the  water.  The  essential  features  of  the  model  are  depicted  in 
figure  5.  When  the  liquid  is'  saturated  with  gas,  the  liquid-gas  interface 
is  essentially  flat.  However,  when  the  liquid  is  degassed,  the  interface 
bows  toward  the  apex  of  the  crevice.  This  behavior  occurs  for  the  follow¬ 
ing  reason.  In  a  saturated  solution,  the  dissolved  gas  pressure,  P  , 

'  8 

equals  the  pressure  which  the  liquid  exert3  on  the  interface.  We  call  this 

the  liquid  pressure,  ,  and  define  it  to  be  tne  sum  of  all  the  pressures 

present — hydrostatic,  and  acoustic.  Diffusion  maintains  the  gas  pressure  in 

the  nucleus  at  the  dissolved  gas  pressure.  Assuming  that  vapor  pressure  is 

negligible  for  the  time  being,  we  have  PT=P  for  saturated  solutions. 

*-  g 

Since  there  is  no  pressure  difference  across  the  interface,  it  is  flat  and 
the  Laplace  pressure  (2a/r,  where  a  *  surface  tension  and  r  -  radius  of 
curvature  of  the  interface)  is  zero.  When  the  liquid  is  degassed,  P  is 

o 

less  than  P  and  the  interface  bows  toward  the  apex.  This  curvature  give 

rise  to  a  Laplace  pressure  which  exactly  equals  the  difference  between 

and  P  .  Since  all  pressures  are  now  balanced,  the  nucleus  does  not  dis- 
8 

solve  and  remains  intact. 

Suppose  we  have  a  degassed  liquid  and  the  liquid  pressure  is  in¬ 
creased.  In  response  to  this  condition,  the  interface  bows  inward  more, 
until  it  reaches  the  advancing  contact  angle.  At  this  point  any  subsequent 
motion  of  the  interface  involves  the  entire  interface  advancing  as  a  whole 
toward  the  apex.  As  it  advances,  the  radius  of  curvature  necessarily 
becomes  smaller,  since  the  angle  of  the  interface  measured  from  the  crevice 
wall  is  now  fixed.  As  the  radius  of  curvature  decreases,  the  Laplace 
pressure  increases,  eventually  becoming  high  enough  to  balance  the  in¬ 
creased  liquid  pressure. 


If  the  liquid  pressure  is  now  suddenly  decreased  to  become  negative, 
as  during  that  portion  of  an  acoustic  cycle,  the  interface  bows  outward  and 
may  reach  the  receding  contact  angle.  If  the  receding  contact  angle  is 
reached,  any  subsequent  motion  of  the  interface  involves  the  entire  inter¬ 
face  receding  away  from  the  apex.  This  recession  results  in  a  decrease  in 
the  Laplace  pressure,  since  the  radius  of  curvature  increases.  With  the 
Laplace  pressure  decreased  the  gas  pressure  inside  the  nucleus  is  retarded 
even  less.  It  has  been  previously  assumed  [17-20]  that  the  criterion  for 
nucleation  from  a  crevice  was  that  the  interface  must  reach  the  receding 
contact  angle.  It  was  argued  that  once  the  interface  had  reached  the 
receding  contact  angle,  any  subsequent  interfacial  motion  would  increase 
the  radius  of  curvature,  resulting  in  less  Laplace  pressure  (which  was  now 
opposing  the  growth  of  the  nucleus)  and  so  the  growth  would  be  unbounded. 
It  was  shown  by  Atchley  and  Prosperetti  [21]  that  this  criterion  needs  to 
be  modified  in  the  following  manner.  Reaching  the  receding  contact  angle 
is  only  a  necessary  condition  for  nucleation.  It  may  not  however,  be 
sufficient.  The  receding  interface  may  not  grow  without  bound  unless  the 
interface  has  reached  the  "critical  radius".  We  consider  now  the  meaning 
of  this  term. 

The  concept  of  a  critical  radius  was  probably  first  discussed  by 
Harvey  [17]  though  not  in  a  quantitative  manner;  Blake  [22],  however,  first 
applied  it  to  cavitation  inception  while  Prosperetti  [23]  first  examined  it 
for  the  case  of  a  vapor-filled  cavity.  A  derivation  is  now  given  for  the 
critical  radius  of  a  gas-filled  cavity;  the  corresponding  equation  for  the 
vapor  case  will  also  be  obtained. 

i .  gas-filled  cavity 

Consider  a  gas  filled  bubble  of  radius  R  surrounded  by  a  liquid  which 


The  liquid-gas  surface  Cension  is  t  „ 


exerts  a  pressure  P  on  the  bubble. 

The  gas  pressure  inside  the  bubble  is  P  ; 

g 

assumed  negligible.  Assume  the  bubble  is  in 

sure  inside,  P  ,  equals  the  liquid  pressure 

g 

to  the  surface  tension,  i.e. 


the  vapor  pressure,  P  ,  is 
equilibrium  so  that  the  pres- 
pius  the  Laplace  pressure  due 


P 

g 


PL  +  2°V 


(I) 


Simultaneously ,  the  system  must  be  in  diffusion  equilibrium.  This  requires 


CL  "  3  Ci  »  (2) 

where  and  c^  refer  to  the  concentrations  of  gas  dissolved  in  the  liquid 
and  present  inside  the  bubble,  respectively;  a  Is  the  solubility  coeffi¬ 
cient  of  the  gas  in  the  liquid.  If  the  gas  is  ideal  then  (2)  becomes 


Pg  -  BTCL/a,  (3) 

where  3  is  the  universal  gas  constant  and  T  is  the  absolute  temperature. 

Equation  (3)  is  a  form  of  Henry's  Law.  At  equilibrium  P  may  be  replaced 

g 

with  t  ,  called  the  gas  tension,  which  is  a  measure  of  the  partial 
pressure  of  the  gas  dissolved  in  the  liquid.  At  equilibrium 


P  »  P.  +  2a/R  *  t  (4) 

g  “ 

or 

t  -  P  -  2a/R.  (5) 


The  critical  (equilibrium)  radius  is,  therefore, 


R  =  2  a/(P  -PT  )  . 
eg  g  L 


(6) 


The  subscript  "eg"  refers  to  the  critical  radius  for  a  bubble  to  grow  by 
gaseous  diffusion.  Notice  that  the  radius  of  curvature  is  positive  only  in 


supersaturated  solutions. 


Since  a  negative  radius  is  meaningless  for  free 


bubbles,  stability  can  occur  only  in  supersaturated  solutions, 
ii.  (mostly)  vapor- filled  cavity 

This  discussion  is  similar  to  the  previous  one,  except  now  the 
efffect  of  vapor  pressure  is  included.  Again,  at  equilibrium  the  following 
condition  holds 


P  +  P  -  P_  +  2a/R.  (7) 

v  g'  L 

The  condition  given  by  equation  (3)  is  dropped  and  Che  amount  of  gas  inside 
the  bubble  is  fixed.  In  other  words,  no  diffusion  of  gas  takes  place. 
However,  the  amount  of  vapor  is  not  fixed.  If  the  ga3  is  ideal  then 
rearranging  (7)  gives 

PL  +  2U/R  -  3nBT/ (4ttR3)  +  (8) 

where  u  i.3  the  number  of  moles  of  the  gas  inside  the  bubble.  To  examine 
its  stability  consider  the  effect  of  a  small  increase  in  R.  For  the  bubble 
not  to  grow  spontaneously,  the  effective  external  pressure,  which  is  given 
by  the  left-hand  side  of  equation  (8),  must  increase  more  than  the  internal 
pressure,  given  by  the  right-hand  side  of  equation  (8).  This  will  always 
be  true  if  PT  >  P  ,  because  the  gas  pressure  decreases  more  with  an  in- 
crease  in  R  than  does  the  Laplace  pressure.  If,  however,  <  P^  then  the 
situation  is  different. 

The  stability  criterion  can  be  expressed,  in  general,  as 

~  (PT  +  2 j/R)  >  ~  (3nBT/(4^R3)  +  P  ).  (9) 

oK  L  dK  V 

Performing  the  differentiation  and  solving  for  R  gives 

R  <  4o/[3(Pv-PL>] .  ( 10) 

In  other  words,  when  P^  >  P  ,  the  bubble  will  be  stable  against  spontaneous 

L6 


(11) 


growth  only  if  R  <  R^v  where 

R  -  4ct/[3(P  -PT )]  . 
cv  v  L 

That  is  to  say,  a  bubble  will  grow  in  a  spontaneous  unbounded  manner  when 
the  liquid  pressure  is  less  than  the  vapor  pressure  only  if  R  >_  R  .  A 
bubble  that  grows  in  this  way  will  be  mostly  vapor-filled.  Therefore,  the 
subscript  "cv"  refers  to  the  critical  radius  for  a  vapor  bubble  to  grow 
from  a  gas-filled  nucleus.  The  reader  is  referred  to  Propseretti  [23]  for 
more  details. 

In  the  preceding  section,  the  conditions  for  the  nucleatiou  of  both 
gaseous  and  vaporous  bubbles  were  developed.  Using  them,  expressions  will 
now  be  given  for  the  applied  pressures  required  for  nucleation  from  gas- 
J'illed  crevices.  These  are  referred  to  as  cavitation  thresholds.  It 
should  be  noted  that  the  applied  pressure,  P  ,  is  equal  to  the  liquid 
pressure  minus  the  ambient  static  pressure;  i.e.,  *  PL  ”  Po* 

experimentally  is  the  applied  acoustic  pressure  amplitude.)  The  expres¬ 
sions  given  below  will  be  for  two  distinct  cases:  one  for  P^  <  Pv  and  the 
ocher  for  PT  >  P  .  This  division  is  a  natural  one;  the  difference  in  the 
restrictions  on  P  is  in  a  sense  the  difference  between  acoustic  cavitation 
ar<d  diffusion  cavitation.  Acoustic  cavitation  is  produced  by  negative 
applied  pressures  and  its  nucleation  usually  involves  the  growth  of  vapor- 
tilled  bubbles,  although  not  always.  On  the  other  hand,  diffusion  cavita¬ 
tion  is  usually  produced  by  ambient  pressures  greater  than  the  vapor  pres¬ 
sure  and  gas  diffusion  is  the  predominant  mechanism  in  its  nucleation. 
Diffusion  cavitation  should  not  be  confused  with  gaseous  (stable)  acoustic 
cavitation;  the  two  occur  in  different  regions  of  ambient  pressures. 
Acoustic  cavitation  is  considered  first. 

Assume  that  a  deep  crevice,  partially  filled  with  gas,  exists  in  a 
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hydrophobic  solid  surrounded  by  a  gas-«aturated  liquid.  The  hydrostatic 

pressure  due  the  liquid  is  negli 'ible  and  the  crevice  is  exposed  to  an 

ambient  pressure  PQ  (refer  to  figure  5).  The  liquid-gas  Interface  contacts 

the  crevice  wall  at  a  height  z  above  the  apex.  The  crevice  angle  is  2  3  , 

The  system  is  in  equilibrium,  so 

P  »  t.  p  .  (12) 

°  g 

For  temperatures  far  below  the  boiling  point,  Pv  <<  Pq  and  thus  the  inter¬ 
face  is  essentially  flat. 

The  liquid  is  now  degassed  so  that  r  <  PQ.  Gas  will  diffuse  out  of  the 

nucleus  causing  the  interface  to  bow  inward,  toward  the  apex,  as  shown  by 

the  dashed  line  (b)  in  figure  5.  At  equilibrium  P  *  rand 
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P  =»  P  +  P  +  2a/R.  (13) 

o  g  v 

The  new  equilibrium  position  of  the  nucleus  is  shown  by  the  solid  line  (c) 
in  figure  5.  At  this  position  the  angle  between  the  interface  and  the  wall 
is  a^,  the  advancing  contact  angle. 

At  this  point,  an  acoustic  field  of  pressure  amplitude  P^  is  applied 

such  that  the  liquid  pressure  exerted  on  the  interface  is  Pq  +  P^.  Assume 

P.  is  such  that  P  >  P  -  P. .  During  the  negative  half-cycle  the  interface 
A  v  o  A 

bows  outward  and  a  new  equilibrium  position  is  established.  A  bubble  will 
be  nucleated  from  this  new  position  only  if  the  radius  of  curvature  of  the 
interface  is  larger  than  the  critical  radius  R^v.  The  value  cf  necessa¬ 
ry  for  this  condlion  to  be  met  is  found  after  several  pages  of  algebra  by 
Atchley  [ 16 ]  to  be 


P  »  P  -  P  +  ^-7- 
A  o  v  ..  x 


P  -P 

O  V 


I  p 

I  ^  g 


-  1 
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where  n  (i=*R,A  for  receding  and  advancing)  is  given  by 
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and  <5^  *  [  cos (ot^-0)  | .  The  ru  's  are  geometrical  terms  associated  with 
the  crevice. 

As  shown  by  Atchley  [16],  this  equation  accurately  predicts  the  mea¬ 
sured  dependence  of  the  acoustic  cavitation  threshold  of  water  with  (a) 
dissolved  gas  content,  (b)  liquid  surface  tension  and  (c)  liquid  tempera¬ 
ture.  Shown  in  Figs.  6  and  7  are  the  comparisons  between  this  theory  and 
previously  published  experimental  measurements  for  cases  (a)  and  (b). 

In  Fig.  6  the  predicted  variation  of  the  cavitation  threshold  with 
dissolved  gas  content  is  compared  with  three  different  sets  of  experimental 

measurements.  One  can  see  that  the  theory  gives  a  reasonably  good  repre- 

--  - -  "* 

sentation  of  the  data.  Two  important  points  are  to  bo  noted.  First,  the 

■k 

line  labelled  is  the  theoretical  prediction  based  on  the  assumption 

that  a  cavity  is  nucleated  when  the  interface  reaches  the  receding  contact 
angle;  the  line  labelled  is  for  the  condition  that  the  interface 
reaches  the  critical  radius.  It  i3  seen  that  the  receding  contact  angle 
criterion  predicts  a  finite  threshold  at  zero  gas  pressure,  an  unreasonable 
result.  This  failure  of  the  theory  is  corrected  in  the  critical-radius 
version.  Second,  the  data  of  Galloway  [24]  indicate  that  as  more  and  more 
gas  is  removed,  the  threshold  rises  very  rapidly  and  apparently  does  not 
approach  a  finite  value,  a  result  consistent  with  the  critical-radius 
version  of  the  crevice  model  theory.  A  caveat  is  offered:  the  data  of 

Galloway  have  always  been  suspect  because  they  have  such  large  absolute 
numbers . 

In  Fig.  7  the  predicted  variation  of  the  cavitation  threshold  with 
surface  tension  is  compared  with  me  experimental  measurements  of  Crum  [  1‘)] 
for  two  values  of  the  dissolved  gas  concentration.  Again  one  sees  an 
excellent  agreement  between  measured  and  predicted  values.  It  should  be 
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Fig .  h .  Variation  of  the  acoustic  cavitation  threshold  with  dissolved  gu 
concentration  for  water.  The  various  symbols  indicate  the  results  o 
Sr  raster g  (  Q  ),  Gal  loway  (  O  )  anti  Connolly  and  Fox  (  +  ).  The  lin 
labelled  P  require?;  the  critical  radius  be  achieved  before  nuclear  ion  ea 
occur;  The  line  labelled  P  requires  onlv  that  the  receding  contact  ang  1 

be  reached  . 
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noted  that  there  is  some  '"fitting”  here  in  that  in  the  theory  there  are 

three  unknown  constants:  the  equilibrium  contact  angle  a _  (which  is  set 

equal  to  the  advancing  contact  angle  a ^) ,  the  hysteresis  angle  ct  ^  (which 

is  the  difference  between  the  advancing  and  receding  contact  angles),  and 

the  crevice  angle  (23)*  In  Atchley’s  analysis,  the  equilibrium  contact 

angle  is  set  to  a  value  appropriate  for  water  on  nonpolar  solids  such  as 

paraffin  and  beeswax,  the  hysteresis  angle  and  crevice  angle  may  be  varied 

with  the  constraints  that  the  hysteresis  angle  lie  within  the  published 

angle  of  values  for  water  on  nonpolar  solids  ( 14°--  35°)  and  the  crevice 

o 

angle  be  small  (less  than  15  ). 

Finally,  comparison  of  the  predicted  and  measured  variation  of  the 
cavitation  threshold  with  temperature  also  show  excellent  agreement,  when 
the  temperature  dependence  of  the  surface  tension,  dissolved  gas  pressure 
and  vapor  pressure  are  introduced  into  the  theory.  For  brevity,  these 
results  are  not  included  in  this  report. 

In  summary,  it  is  seen  that  the  critical-radius  version  of  the  crevice 
model  can  acurately  explain  the  measured  variations  of  the  cavitation 
threshold  of  water  with  most  of  its  physical  parameters.  (The  anomaly  with 
the  dissolved  Ion  concentration  being  one  exception.)  Accordingly,  it  is 
reasonable  to  assume  that  the  most  acceptable  model  for  cavitation  nuclei 
in  water  at  this  time  is  the  crevice  model. 

E.  h'ucleation  in  tissue 

It  seems  in  order  at  this  point  to  move  from  experiments  in  the  rela- 
tivly  simple  medium  of  water  and  consider  the  implications  of  cavitation 
nucleatiori  in  biological  systems.  Ai:  this  stage  of  research,  very  little  can 
be  said  conclusively  in  a  scientific  sense.  However,  there  are  several 


observations  that  will  now  be  tabulated  that  address  this 


issue  . 


1. 


Nuclei  exist  in  tissue  and  can  be  ac t i vated  acoustically . 


A  large  number  of  experiments  have  been  performed  to  determine 
the  nature  of  in_  vivo  cavitation  nuclei  and  probably  the  most  that  can  be 
said  is  that  all  of  these  experiments  indicate  that  these  nuclei  do  indeed 
exist.  To  single  out  a  few  of  the  many  experiments  [25-32]  that  demon¬ 
strate  this  fact,  let  me  call  attention  to  four  important  ones: 

Ter  Haar  et.al.  [25-26]  have  irradiated  live  guinea-pig  legs  with 
therapeutic  ultrasound  while  examining  the  irradiated  area  with  a 
diagnostic  Scanner.  They  observed  the  development  of  echo  centers  that 
were  attributed  to  gas  bubbles  (the  echos  went  away  when  a  static  pressure 
was  applied)  within  the  tissue.  Several  sites  developed  within  the 
radiated  areas  at  modest:  acoustic  intensities.  There  is  good  reason  to 
believe  that  these  bubbles  of  microscopic  size  (greater  than  20  y  m  in 
diameter)  grow  from  preexisting  nuclei  within  the  guinea  pig  by  a  process 
called  rectified  diffusion  [27],  a  phenomenon  which  shall  be  described 
later  in  this  article. 

Carstensen  et.al.  [28-29]  have  irradiated  Drosophilla  eggs  and  larvae 
at  various  stages  in  their  development  with  pulsed  ultrasound.  They  have 
determined  that  when  gas-containing  trachea  developed  in  the  organisms, 
they  were  extremely  suceptable  to  the  ultrasound  and  large  fractions  could 
be  killed.* 

Henuningsen  et.al.  [30-31]  have  observed  bubble  formation  in  crustaceans 
following  decompression  from  hyperbaric  gas  exposures.  Photographs  are 
presented  showing  the  presence  of  these  bubbles  within  these  living  orga¬ 
nisms  . 

Frizzell  et.al.  [32]  have  observed  hind  limb  paralysis  in  mouse 
neonates  upon  irradiation  with  high  intensity  CW  ultrasound.  Furthermore, 
the  effect  was  surpressed  by  the  application  of  a  static  pressure.  They 
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concluded  Chat  cavitation  was  the  damage  mechanism,  which  implies  thac 
there  mu3t  have  been  nuclei  present  within  Che  neonaCe  before  radiation. 

2 .  The  stabilization  mechanism  is  unknown. 

Because  the  cavitation  nucleus  is  so  small  compared  to  Che  micro¬ 
scopically  visible  bubble  Chat  is  eventually  observed,  there  is  essentially 
no  memory  of  tne  initial  state.  Thus,  although  it  is  widely  believed  that 
visible  cavitation  bubbles  arise  from  stabilized  nuclei,  there  is  little 
evidence  concerning  the  actual  stabilization  mechanism.  Some  observations 
from  the  li-terature  may  be  helpful,  however.  Although  it  doesn't  seem 
unreasonable  that  biological  fluids  could  contain  small  microscopic  solids 
on  the  order  of  a  few  microns  in  size  (crevices  that  can  stabilize  gas 
pockets  are  probably  on  the  order  of  tenths  of  microns),  the  multiple  set 
of  filters  (e.g.  lungs,  liver)  that  the  body  possesses  that  would  tend  to 
remove  these  objects  makes  this  stabilization  model  appear  less  likely  than 
others.  However,  Fraser  et.al.  [331  have  examined  bubbles  produced  in 
the  inner  ears  of  squirrel  monkeys  and  have  found  indications  that  the 
origins  of  these  bubbles  are  sharp  crevices  in  the  bony  tissues.  Microsco¬ 
pic  studies  of  the  damage  sites  tend  to  lend  support  to  this  view.  Several 
earlier  studies  [ 34—35 ]  have  examined  the  details  of  the  nucleation 
process . 

At  first  thought,  the  variety  of  salts  present  in  most  biological 
fluids  would  support  a  stabilization  model  similar  to  that  proposed  by 
Aculichev  [6],  in  which  microscopic  gas  bubbles  are  surrounded  with  hydro- 
phobic.  ions  that  prevent  bubble  dissolution  by  Coulomb  repulsion.  There 
appears  to  be  a  serious  problem  with  the  origin  of  the  nuclei  however.  In 
Aculichev' s  model,  the  ions  are  presumed  to  migrate  to  the  surface  of 
preexisting  dissolving  gas  bubbles  and  eventually  prevent  these  bubbles 
from  further  dissolution.  However,  there  doesn’t  appear  to  be  a  mechanism 


for  introducing  the  initial  pocket  of  gas  into  the  biological  system 
without,  first  having  it  stabilized. 

This  chicken-and-the-egg  problem  is  faced  in  a  similiar  fashion  with 
Yount*  s  [11-15 Surface-active  agent  model.  Again  there  is  a  requirement  that: 
preexisting  dissolving  gas  bubbles  are  stabilized  by  the  organic  skin. 
Yount  does  have  evidence  that  very  small  [<  0.1  pm]  apparently  stabilized 
spherical  gas  babbles  are  present  in  water;  whether  these  objects  could 
pass  directly  into  the  blood  stream  for  distribution  throughout  the  body  is 
still  in  que'scion. 

A  solution  to  the  ’"seeding"  problem  of  nuclei  within  biological  systems 
is  avoided  by  a  model  for  nucleation  favored  by  Hemmingsen  [30,36],  He 
suggests  that  the  relative  movement  of  cne  tissue  over  the  other  developes 
sufficient  negative  pressures  to  introduce  pockets  of  free  gas  by  a  tech¬ 
nique  known  as  trlbonucleation.  The  process  is  fairly  well  known  and  has 
been  suggested  earlier  as  a  nucleation  mechanism.  The  strength  of 
Hemmingsen' s  case  is  made  on  the  basis  of  his  studies  of  decompression  in 
various  tranparent  crustaceans.  When  the  limbs  of  these  animals  are  re¬ 
stricted  from  movement,  the  decompression  pressures  required  to  Induce 
bubble  formation  is  greatly  raised.  When  the  limbs  are  free  to  move, 
however,  bubble  formation  occurs  at  much  lower  decompression  pressures. 
Furthermore,  the  observable  bubbles  tend  to  be  concentrated  near  the  joints 
where  considerable  relative  tissue  movement  occurs.  The  fact  that  bubble 
formation  in  divers  occurs  more  frequently  and  at  an  earlier  stage  in 
elbows  and  knees  tends  to  lend  corroborating  evidence  to  this  suggestion 
[37].  Furthermore,  exercise  immediately  after  decompression  increases  the 
incidence  of  symptoms  in  divers  [38]  and  decreases  the  altitude  threshold 
for  aviators  [39].  Showers  of  bubbles  have  been  detected  in  the  circula¬ 
tory  system  of  divers  immediately  after  arm  movements  [40]. 


On  the  other  hand,  the  phenomenon  of  tribonucleation  is  still  not  well- 
defined  [31]  and  has  not  yet  been  applied  successfully  to  experimental  data 
as  the  crevice  model  [16]  and  the  organic  skin  model  [15]. 

3 .  The  acoustic  activation  can  be  potential.lv  damaging. 

Whenever  a  pocket  of  gas  is  caused  to  pulsate  by  the  action  of  a 
relatively  intense  acoustic  field,  it  has  three  possible  behaviors:  (i)  it 
can  remain  unchanged  in  time-average  volume,  but  pulsate  violently,  (ii)  it 
can  grow  explosively  in  one  or  two  cycles  (transient  cavitaiton),  or  (iii) 
it  can  grow  slowly  by  rectified  diffusion  to  a  point  where  (a)  it  breaks  up 
due  to  surface  wave  formation,  or  (b)  it  grows  explosively  as  in  (ii). 

For  all  of  these  cases,  if  the  spatial  peak  temporal  peak  acoustic 
pressure  amplitude  is  above  a  value  of  a  few  atmospheres,  there  is  a 
significant  potential  for  damage  to  biological  tissue.  The  damage  may 
occur  due  to  three  different  mechanisms  associated  with  this  violent  pulsa¬ 
tion:  (1)  When  a  bubble  pulsates  violently  for  several  cycles  it  causes 
severe  shear  streses  in  the  vicinity  of  the  bubble,  which  can  cause  r  igni- 
ficant  biological  effects  [41-45];  (2)  when  a  bubble  grows  explosively  ar.d 
collapses,  it  can  develop  shock  waves  and  imploding  jets  that  have  caused 
severe  damage  to  surrounding  boundaries  [46-48];  (3)  if  the  bubble  grows 
by  rectified  diffusion  to  radii  that  are  submultiples  of  its  resonance 
size,  it  can  pulsate  violently  enough  to  cause  sonoluminescence .  This 
light  emission  is  probably  an  indication  of  the  production  of  highly  reac¬ 
tive  free  radicals  [49-52]  that  are  trie  same  damage  mechanism  as  ionizing 
radiation . 

We  can  conclude  this  section  with  the  following  observations: 

A.  Microscopic  pockets  of  gas  can  be  stabilized  against  dissolution 
by  a  variety  of  physical  mechanisms. 
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B.  These  gas  pockets  can  be  activated  acoustically. 

C.  The  acoustically  activated  bubbles  can  have  harmful  bioeffects 


II.  Rectified  Diffusion 


A.  Introduction 

A  concept  that  can  be  of  general  interest  in  the  area  of  ultrasonic 
bioeffects  is  the  mechanism  wisely  labelled  as  "rectified  diffusion".  This 
process  involves  the  relatively  slow  growth  of  a  pulsating  gas  bubble  due 
to  an  average  flow  of  mass  (gas)  into  the  bubble  over  an  acoustic  cycle. 
This  "rectification  of  mass"  is  a  direct  consequence  of  the  applied  sound 
field  and  can  be  of  importance  wherever  the  applied  acoustic  pressure 
amplitude  exceeds  the  threshold  for  rectified  diffusion  (on  the  order  of  a 
few  tenths  of  an  atmosphere  for  typical  values  of  the  acoustic  frequency 
and  bubble  radius.)  For  liquids  that  are  not  supersaturated  with  gas,  a 
definable  threshold  exists  due  to  the  Laplace  pressure  exerted  on  the  gas 
contained  within  a  bubble  by  the  force  of  surface  tension.  The  value  of 
this  pressure  is  given  by  P^  ■  20/R^,  where  is  the  internal  pressure, 
a  is  the  surface  tension  of  the  liquid,  and  is  the  equilibrium  radius  of 
the  bubble. 

For  relatively  large  gas  bubbles,  on  the  order  of  1  cm  in  diameter, 
say,  this  pressure  is  quite  small  (<0.001  bar).  However,  for  bubbles  on 
the  order  of  1  pm  in  diameter,  this  pressure  can  be  quite  significant  (>i.O 
bar).  Thus,  when  one  considers  the  stability  of  a  free  gas  bubble  in  a 
liquid  with  a  surface  tension  similar  to  that  for  water,  they  must  be 
stabilized  in  some  manner  as  described  earlier,  or  they  will  dissolve 
rapidly. 

With  the  application  of  an  applied  sound  field,  however,  a  bubble  can 
be  made  to  oscillate  about  an  equilibrium  radius  and  caused  to  grow  in  size 
because  of  the  following  effects. 

The  first  effect  is  an  "area"  effect.  When  the  bubble  contracts,  the 
concentration  of  gas  (moles  -l  ^)  in  Che  interior  of  the  bubble  increases. 
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and  gas  diffuses  from  the  bubble.  Similarly,  when  the  bubble  expands,  the 
concentration  of  gas  decreases,  and  gas  diffuses  into  the  bubble.  Since 
the  diffusion  rate  is  proportional  to  the  area,  more  gas  will  enter  during 
expansion  than  will  leave  during  the  contraction  of  the  bubble;  therefore, 
over  a  complete  cycle,  there  will  be  a  net  increase  in  the  amount  of  gas  in 
the  bubble. 

The  second  effect  is  the  ’'shell"  effect.  The  diffusion  rate  of  gas  in 
a  liquid  is  proportional  to  the  gradient  of  the  concentration  of  dissolved 
gas.  Consider  a  spherical  shell  of  liquid  surrounding  the  bubble.  When 
the  bubble  contracts,  this  shell  expands,  and  the  concentration  of  gas  near 
the  bubble  wall  is  reduced.  Thus,  the  rate  of  diffusion  of  gas  away  from 
the  bubble  is  greater  than  when  the  bubble  is  at  its  equilibrium  radius. 
Conversely,  when  the  bubble  expands,  the  shell  contracts,  the  concentration 
of  gas  near  the  bubble  is  increased,  and  the  rate  of  gas  diffusion  toward 
the  bubble  is  greater  than  average.  The  net  effect  of  this  convection  is 
to  enhance  the>  rectified  diffusion.  It  has  been  shown  that  both  the  area 
and  the  shell  effects  are  necessary  for  an  adequate  description  of  the 
phenomenon . 

Apparently,  rectified  diffusion  was  first  recognized  by  Harvey  [17], 
who  considered  the  biological  implications  of  the  effect  as  early  as  1944. 
Blake  [22]  was  probably  the  first  to  attempt  a  theoretical  explanation  and 
his  predictions  were  nearly  an  order  of  magnitude  too  small,  because  he 
considered  only  the  area  effect.  An  adequate  theory  was  first  presented  by 
Hsieh  and  Plesset  [  5  3  ]  who  were  the  first  to  include  the  effect  of 
convection.  Strasberg  [  54  ] ,  who  had  made  some  experimental  measurements, 
showed  that  the  theory  of  Hsieh  and  Plesset  [51]  generally  agreed  with  his 
measurements.  Eller  and  Fivnn  [55]  extended  the  analysis  to  include 
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nonlinear  or  large  amplitude  effects  by  treating  the  boundary  condition  of 
the  moving  wall  in  a  slightly  different  way.  Safar  [56 ]  showed  that  the 
Hsieh-Plesset  results  were  essentially  equivalent  to  those  of  Eller  and 
Flynn  [  55]  when  inertial  effects  were  added  to  the  Hsieh-Plesset  approach. 

The  few  measurements  obtained  by  Strasberg  were  extended  by  Eller  [57] 
to  include  both  the  threshold  and  the  growth  rate.  He  found  that  the 
theory  was  adequate  in  predicting  Che  thresholds  for  growth  by  rectified 
diffusion  but  was  unable  to  account  for  some  large  growth  rates  that  he 
observed.  "He  suggested  that  acoustic  streaming  may  be  the  cause  of  the 
larger-than-predicted  rates  of  growth.  Gould  [58]  was  able  to  directly 
observe  gas  bubble  growth  by  rectified  diffusion  through  a  microscope  and 
discovered  that  growth  rates  could  be  greatly  enhanced  by  the  onset  of 
surface  oscillations  of  the  bubble ,  which  in  turn  seemed  to  induce 
significant  acoustic  microstreaming.  Attempts  by  Gould  [ 58]  to  apply  the 
acoustic  streaming  theories  of  Davidson  [59]  and  of  Kapustina  and  Statnikov 
[  60  ]  to  explain  his  results  were  not  successful.  Extended  theoretical 
treatments  were  presented  by  Skinner  [61]  and  Eller  [62]  to  account  for 
growth  through  resonance. 

Additional  measurement  of  the  growth  of  gas  bubbles  by  rectified 
diffusion  were  later  obtained  by  Crum  [63]  who  made  both  threshold  and 
growth  rate  measurements  for  a  variety  of  conditions.  He  extended  the 
theory  to  include  effects  associated  with  the  thermodynamic  behavior  of 
the  bubble  interior  and  found  excellent  agreement  between  theory  and 
experiment  for  both  the  rectified  diffusion  threshold  and  the  growth  rate 
for  air  bubbles  in  pure  water.  Anomalous  results  were  obtained,  however, 
when  a  small  amount  of  surfactant  was  added  to  the  water.  The  rate  of 
growth  of  bubbles  by  rectified  diffusion  increased  by  a  factor  of  about 
five  when  the  surface  tension  was  lowered  by  a  factor  of  about  two,  with  no 
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discernible  surface  wave  activity.  Although  some  increase  is  predicted, 
the  observed  growth  rates  were  much  higher.  A  slight  reduction  in  the 
threshold  with  reduced  surface  tension  was  also  observed.  Some 
explanations  offered  by  Crum  [ 63]  for  this  anomalous  behavior  were  that 
there  was  some  rectification  of  mass  due  to  the  surfactant  on  the  surface 
of  the  bubble  and/or  there  was  microstreaming  occurring  even  in  the  absence 
of  surface  oscillations. 

To  bring  our  limited  review  of  the  literature  up  to  date,  it  is  noted 
that  there  have  been  recent  applications  of  the  equations  of  rectified 
diffusion  to  studies  of  the  threshold  for  growth  of  microbubbles  in 
biological  media  [43], the  threshold  for  cavitation  inception  [  64  ] ,  and  as 
a  possible  explanation  for  the  appearance  of  gas  bubbles  in  insonified 
guinea  pigs  [  65  ] .  Finally,  a  comprehensive  paper  on  rectified  diffusion 
was  recently  published  by  Crum  [66]  and  can  be  referred  to  for  details. 

B.  The  Governing  Equations 

A  brief  outline  of  the  theory  Is  now  given,  complete  with  the  detailed 
equations  to  be  used  to  make  calculations  of  the  threshold  and  the  growth 
rate  of  bubbles  by  rectified  diffusion.  A  complete  mathematical 
description  of  the  growth  of  a  gas  bubble  by  rectified  diffusion  would 
require  an  equation  of  motion  for  the  bubble,  diffusion  equations  for  the 
liquid  and  the  interior  of  the  bubble,  and  heat  conduction  equations  for 
both  Che  liquid  and  the  bubble.  Continuity  relations  at  the  bubble  wall 
would  be  required,  and  the  situation  is  further  complicated  by  the  fact 
that  these  equations  are  coupled.  Since  this  general  approach  presents  a 
very  formidable  mathematical  problem,  various  simplifications  are  required 
to  obtain  a  solution. 

The  approach  used  by  Hsieh  and  Plesset.  [531  and  by  Eller  and  Flynn 
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[55]  is  to  separata  the  general  problem  into  an  equation  for  the  motion  of 
the  bubble  wall,  and  a  diffusion  equation  for  the  concentration  of  gas 
dissolved  in  the  liquid  alone.  We  will  use  as  the  equation  of  motion  for 
the  gas  bubble  the  well-known  Rayleigh-Plesset  [67]  equation,  given  here  by 


RR  +  ^  R2  +  -  {  P  fl-(R  /R)3n] 
L  p  0  o 

— P,  cos  cut  +  p  R  (jj  bR}  0, 
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(16) 


where  R  and  Rq  are  the  instantaneous  and  equilibrium  values  of  the  bubble 
radius  respectively,  p  is  the  liquid  density,  q  the  polytropic  exponent  of 
the  gas  contained  within  the  bubble,  P  the  acoustic  pressure  amplitude, 

A 

u)  the  angular  frequency,  (uQ  the  small-amplitude  resonance  frequency  and  b 
is  a  damping  term  applied  to  the  bubble  pulsations.  It  Is  assumed  that  the 
damping  is  only  important  near  bubble  resonance  and  thus  the  expressions 
for  the  specific  damping  terms  are  only  applicable  near  resonance. 

Further,  P  -  P  +  2a/R  where  P  is  the  ambient  pressure  and  n  is  the 
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surface  tension  of  the  liquid.  The  small  amplitude  (linear)  resonance 
frequency  of  the  bubble,  oj  q  ,  is  given  by 
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resulted  In  a  prediction  for  the  threshold  that  was  an  order  of  magnitude 
too  small.  The  problem  with  the  moving  boundary  has  been  solved  in  two 
slightly  different  ways  by  Hsieh  and  Plesset  [53]  and  by  Eller  and  Flynn 
[55].  The  details  of  their  solutions  can  be  found  in  their  respective 
works;  the  solution  of  the  latter  will  be  used  here. 

It  is  shown  by  Eller  and  Flynn  [55]  that  the  time  rate  of  change  in 
the  number  of  moles  n  of  gas  in  a  bubble  is  given  by 
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where  Cq  is  the  'equilibrium*  or  'saturation'  concentration  of  the  gas  in 
the  liquid  in  moles  (unit  volume)  the  pointed  brackets  imply  time 
average,  t  is  the  time,  and  H  is  defined  by 

H  -  C ,/C  -  <(R/R  )4  (P  /?  )>/ <(R/R  )S.  (20) 
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Here  is  the  concentration  of  dissolved  gas  in  the  liquid  far  from  the 

bubble  and  P  ,  the  instantaneous  pressure  of  the  gas  in  the  bubble,  is 
given  by 

P  -  P  (R  /R)3n .  (21  ) 
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As  seen  by  the  above  equation,  a  polytropic  exponent  assumption  is 
made  for  the  pressure  of  the  gas  in  the  interior  of  the  bubble.  This 
assumption  is  commonly  made  and  is  probably  reasonably  accurate  for  small- 
amplitude  pulsations.  There  is  evidence  that  it  needs  to  be  modified  for 
moderate  to  Large  amplitude  oscillations,  however. 

The  values  of  R,  R  to  be  used  in  the  equations  above  are  obtained 
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by  an  expansion  solution  of  (16)  in  the  form 
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where  it  has  been  determined  that 
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It  is  necessary  to  know  the  damping  of  the  bubble  pulsations  when  the 
bubble  is  driven  near  resonance.  This  damping  has  been  calculated  by  Eller 
[68]  using  the  expressions  of  Devin  [69]; a  similar  but  not  identical  value 
for  the  damping  term  has  also  been  obtained  by  Prosperetti  [  67  ] . 

Because  the  pressure  in  the  interior  of  the  bubble  Is  assumed  to  be 
given  through  the  polytropic  exponent  approach,  an  accurate  expression  for 
the  thermal  damping  can  not  be  given.  Prosperetti  [67]  has  shown  that  an 
estimate  of  this  damping  c3n  be  expressed  through  an  "effective  viscosity". 
Since  the  damping  is  only  important  near  resonance  (or  at  harmonics  and 
subharmonics  of  the  resonance  frequency),  and  since  the  rectified  diffusion 
equations  are  probably  not  accurate  near  resonance  anyway,  this  nonrigorous 
approach  will  be  followed  for  the  present  time. 

The  total  damping  constant,  b,  is  assumed  to  be  able  to  be  written 
as  a  sum  of  contributions  due  to  the  three  common  damping  mechanisms,  vie., 
thermal,  viscous  and  radiation: 
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In  these  equations  y  is  the  ratio  of  specific  heats  and 

where  is  the  thermal  conductivity  of  the  gas  in  the  bubble,  p  ^  is  the 


density  of  gas,  Cpl  is  the  specific  heat  at  constant  pressure  for  the  gas. 


and  y  is  the  viscosity  and  c  is  the  speed  of  sound,  both  in  the  liquid.  To 


obeain  a  usable  expression  for  the  growth-rate  equation,  the  time  averages 
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By  assuming  an  ideal  gas  behavior,  we  can  relate  the  equilibrium  radius  to 


the  number  of  mules  of  gas  by  the  equation 


P  -  3nk  T/(4  *R  ' ) 
o  o 


/here  k  is  the  universal  gas  constant  and  T  is  the  absolute  temperature . 
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This  equation  should  be  a  good  approximation  for  small  acoustic  pressure 
amplitudes,  so  that  the  density  fluctuations  do  not  become  excessive,  and 
for  low  host-liquid  temperatures,  so  that  Che  ratio  of  vapor/gas  within 
the  bubble  remains  low*  Such  conditions  would  be  met  for  normal 


experimental  situations. 

By  combining  (19),  (20)  and  (34),  an  expression  is  obtained  for  the 


rate  of  change  of  the  equilibrium  bubble  radius  with  time: 
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where  d  -  k  TC  /P. 
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In  (35),  the  time  averages  <R/Rq>,  <(R/Rq)4>  and  <(R/RQ)4  (Pg/Poo)> 
are  given  by  (31),  (32)  and  (33),  respectively.  The  threshold  acoustic 
pressure  for  growth  of  a  gas  bubble  is  obtained  by  setting  dRQ/dt  »  0,  and 
results  in  the  equation 
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These  expressions  in  (33)  and  (36)  are  the  governing  equations  for 
rectified  diffusion  and  enable  one  to  obtain  the  threshold  for  inception  of 
growth  and  the  rate  of  this  growth.  The  growth  rate  equation  (35),  also 
applies  below  the  threshold,  and  with  PA  -  0,  describes  the  case  for 
diffusion  in  the  absence  of  an  applied  sound  field.  Although  t.iese 


equations 


a  re 


rather  complex, 


some  simple  concepts  can  be  obtained  by  a 


cursory  examination  of  their  form. 

First  of  all,  note  in  (35)  that  the  rate  of  growth  ia  directly 
proportional  to  the  diffusion  constant  and  other  physical  constants 
associated  with  the  liquid.  Thus,  compared  with  air,  helium,  which  has  a 
hxgher  diffusivity  can  cause  more  rapid  growth.  Also,  carbon  dioxide, 
which-  has  a  higher  solubility  in  water,  can  cause  more  rapid  growth. 


Note 

also , 

in 

(36  ) 

that  the  minus  signs  in  the 

numerator  of 

the 

threshold 

expression 

give 

important  indications  of  gross  behavior. 

For 

example , 

the 

last 

term 

in  parentheses  indicates 

the  reason  for 

a 

"threshold 

Unless 

the 

dissolved  gas  concentration 

ratio,  C,/C  , 

1  o 

is 

greater  than  the  non-dimensional  surface  tension  term,  2a  /R  P  ,  a  positive 

O  00 

acoustic  pressure  amplitude  is  required.  Thus,  it  is  the  effect  of  surface 
tension  that  demands  that  a  threshold  exists.  If  C./C  is  greater  than 
20/R^p^,  then  the  system  is  supersaturated  to  the  point  that  bubbles  will 
grow  spontaneously,  without  the  requirement  of  an  externally-applied 
acoustic  field  -  as  is  the  case  for  carbonated  beverages.  High  values  of 
supersaturation  probably  do  not  occur  within  biological  tissue,  though 
localized  regions  within  a  cell,  for  example,  where  respiration  may  occur 
and  diffusion  is  restricted  may  be  considerably  different  from  equilibrium 
conditions  within  the  bulk  of  a  liquid.  Ward  et.al.  [70]  have  examined 
such  conditions  where  bubbles  are  unstable  to  growth  due  to  localized 
supersaturation.  The  caveat  here  is  that  the  extension  of  these  equations 
that  were  developed  for  simplified  conditions  within  a  bulk  liquid  may  not 
be  applied  directly  to  the  physiological  situation. 

A.  second  observation  that  can  be  made  wnen  examining  these  equations 
is  that  if  the  bubble  is  driven  near  its  resonance  frequency,  the  threshold 
is  lowered  considerably  and  is  determined  essentially  by  the  damping. 
Since  the  bubble  is  a  dynamic  system,  tending  to  grow  toward  resonance,  a 


gas  bubble  should  be  expected  to  undergo  very  large  amplitude  pulsations 
when  driven  by  CW  acoustic  fields  of  even  moderate  intensity. 

C.  Simplified  Equations 

The  equations  for  the  growth  rate,  (35)  and  the  threshold,  (36),  for 
rectified  diffusion  are  rather  complicated  mathematical  expressions  thst  do 
not  lend  themselves  very  easily  to  inspection  in  order  to  determine  the 
effect  of  a  particular  parameter.  Further,  there  are  ranges  of  interest 
in  which  the  equations  can  be  simplified  greatly  and  still  present  accur; <  e 
predictions.  Since  the  threshold  for  rectified  diffusion  is  normally  the 
desirable  quantity,  attention  will  be  restricted  to  that  equation  alone. 

The  two  principal  regions  of  interest  in  the  study  of  rectified 
diffusion  are:  (i)  an  area  applicable  to  underwater  and  physical  acoustics 
where  the  acoustic  frequencies  are  of  the  order  of  a  kilohertz  and  the 
bubble  radii  are  of  the  order  of  tens  of  um;  (ii)  an  area  applicable  to 
bioacoustics  where  the  frequencies  ara  of  the  order  of  a  megahertz  and  the 
radii  on  the  order  of  1  pm. 

Since  our  concern  here  is  primarily  with  region  (ii),  the  simplified 

expression  for  the  threshold  expresion  for  this  region  is  now  given.  In 

this  region,  say  jj  «  2tr  ( 1  MHz)  and  Rq  *  2pia,  the  bubbles  will  pulsate 

isothermally ,  due  to  thair  small  size,  and  n  1.0.  Further,  the  principal 

contribution  to  the  damping  at  this  frequency  is  the  viscosity  term,  so 

that  b  >>  (b  ,  b  )  and  hence  b  *  b  .  Finally,  for  small  bubbles,  the 
v  t  r  v 

surface  tension  term  can  be  quite  large  and  cannot  be  neglected.  With, 
these  restrictions,  the  rectified  diffusion  threshold  applicable  to  region 
(ii)  is  given  by 

(pR2  o2') 2  (  1.  -  ui2/u/’)2  +  b2  !  [1  +  2a/ II  P  -  C  /C  | 
p  2  o  o _ o _ _ _ _ o  «  l _ o_  ,  /  ,  , 

A  “  “  '  (3  +  4  k)  (C  iC  )  -  K(l*  4-  2a/R  P  )  "  . 

i  o  o  » 

where  ( i  —  B 2 / 4 )  +  5o/(3P  R  )  (38) 

t ,  ^  _ ’’  '  ''  > 

A  =  "  .  I  +  4o/(3p  R  ) 

cr)  o 
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(39) 


fi2  WRoz/3Pra 

b  *4(i)y/3P  ,  (40) 

00 

and 

to  2  »  (1,/pR  2)  (3P  +  4a/R  ).  (41) 

D.  Experimental  Technique  for  Examining  Rectified  Diffusion 

In  this  section  is  presented  a  brief  description  of  the  principal 

experimental  technique  used  to  make  measurements  of  growth  of  bubbles  by 

rectified  diffusion.  This  technique  was  first  utilized  by  Strasberg  [8  ]f 
with  some  modifications  by  Eller  [57]  and  Gould  [  58]. 

The  main  feature  of  the  technique  is  the  isolation  of  a  single  gas 
bubble  in  an  acoustic  stationary  wave,  with  the  ability  to  determine  the 
bubble  radius  accurately  and  quickly.  The  specific  description  of  the 
technique  used  by  Crum  [63]  is  now  given.  Refer  to  Fig.  8  for  a  diagram  of 
the  experimental  apparatus. 

The  stationary  wave  system  was  constructed  by  cementing  a  hollow  glass 
cylinder  between  two  matched  hollow  cylindrical  transducers,  fitted  with  a 
flexible  pressure  release  diaphragm  on  one  end  and  wp«n  au  the  other.  The 
composite  system  was  approximately  7.5  cm  in  diameter  by  10  cm  in  height, 
with  the  width  of  the  glass  in  the  middle  about  2.5  cm.  This  system  was 
driven  at  its  (r,  0,  z)  -  (2,  0,  2)  mode  at  a  frequency  of  22.1  kHz. 

When  a  standing  wave  exists  in  the  liquid,  an  acoustic  radiation 
pressure  force,  commonly  called  the  primary  Bjerknes  force  [71]  is  exerted 
on  air  bubbles  chat  draws  them  toward  a  pressure  antinode  if  they  are  less 
than  resonance  size  and  forces  them  toward  the  nodes  if  they  are  larger 

than  resonance  s-!ze.  Because  of  gravity,  there  is  also  a  constant 

(essentially)  force  of  buoyancy  on  a  gas  bubble  in  a  liquid,  and  this  force 
is  always  directed  upward.  Since  the  primary  Bjerknes  force  (  74  ]  is 
proportional  to  the  acoustic  pressure,  which  varies  with  position,  there 
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exists  positions  of  stable  equilibrium  for  the  bubble  in  the  "levitation 
chamber"  somewhat  above  the  position  of  the  pressure  antinode.  With  a 
little  practice,  one  can  easily  position  a  bubble  within  the  field  and 
monitor  this  position  with  a  cathetometer . 

The  normal  approach  is  then  to  establish  a  fixed  acoustic  pressure 
amplitude  within  the  chamber,  which  essentially  fixes  the  position  of  the 
bubble  (the  position  is  inde 'endenc  of  the  radius  if  the  bubble  is 
sufficiently  smaller  than  resonance  size).  The  radius  is  then  measured 
with  some  technique  (such  as  permitting  the  bubble  to  rise  at  its  terminal 
velocity,  measuring  this  velocity  and  then  determining  the  radius  from  an 
applicable  drag  law)  as  a  function  of  time.  For  threshold  measurements, 
the  acoustic  pressure  amplitude  is  constantly  adjusted  to  ascertain  the 
value  for  which  a  bubble  of  measured  size  neither  grows  nor  dissolves. 

With  this  technique  it  anpears  that  threshold  measurements  can  be  made 
to  within  an  accuracy  of  approximately  57..  The  radii  measurements  depend 
upon  the  applicability  of  the  drag  law,  and  its  specific  accuracy,  but  are 
probably  good  to  within  a  few  percent  also. 

E.  Some  Experimental  Results 

In  this  section  is  presented  a  graphical  representation  of  the 
equations  as  a  function  of  the  various  physical  parameters  that  are 
applicable.  Some  measurements  of  thresholds  and  bubble  growth  rates  are 
also  given  for  comparison.  In  these  figures,  unless  specific  mention  is 
made  otherwise,  it  is  assumed  that  we  are  considering  an  air  bubble  in 
water  with  the  following  set  of  experimental  conditions:  =  1.01  X  10^ 

— 2  —  I  —  3  o  -- 1  —  ^ 

dyn  cm  ,  o  “  68  dyn  cni  ,  P  *  1.0  g  cm  ,  *  0.20  cm  s  ,  U  *  1.0  X  10 
g  era  ^  s  ' ,  c  *  1.A8  X  10  cm  s  ,  y  *  1.4,  T  •  293  K,  D  *  2.4  X  10  cm 


1 


-1  -2 
3  and  d  ■  2.0  x  10  . 

It  is  seen  from  06)  that  the  numerator  of  threshold  equation  can  be 
made  to  equal  zero  if  the  gas  concentration  ratio  C./C  *  1  +  2o/R  P  . 
That  is,  if  Che  liquid  is  oversaturated  by  an  amount  greater  than  the 
surface  tension  term,  gas  bubles  will  grow  with  no  acoustic  field  applied. 
This  important  fact  will  be  discussed  in  some  detail  later. 

Consider  Fig.  9,  which  shows  ai  plot  of  bubble  radius  against  the 

dissolved  gas  concentration  ratio  (C, /C  )  for  various  surface  tensions  such 

i  o 

that  the  ’critical  saturation’  condition  is  met,  that  is,  C^C  *  1  + 
2  0/R^P^.  This  figure  is  presented  to  show  the  importance  of  the  dissolved 
gas  concentration  on  gas  bubble  stability. 

Central  to  the  study  of  rectified  diffusion  are  measurements  of  the 
acoustic  pressure  amplitude  required  for  bubble  growth  and  the  agreement 
between  these  measurements  and  the  applicable  theory.  Shown  in  Fig. 10  are 
measurements  of  the  threshold  for  a  region  (i)  case  (frequency  22.1  kHz, 
bubble  radii  ranging  from  20  pm  to  70  pm)  along  with  the  theoretical 
calculations.  The  solid  curve  is  the  prediction  of  (36);  the  dashed  line 
is  a  simplified  version  of  the  threshold  applicable  to  this  region  of 
consideration  [  73  ] .  It  is  seen  that  the  two  equations  give  similar 

predictions  until  the  bubble  radius  becomes  so  small  that  the  term  20/^P^ 
becomes  significant  with  respect  to  unity. 

The  agreement  between  theory  and  experiment  (for  this  limited  range  of 
bubble  radii)  is  seen  to  be  rather  good  and  within  the  range  of 
experimental  error.  This  bubble  range  is  particularly  important  at  this 
frequency  because  it  partially  bridges  the  gap  between  isothermal  behavior 
(for  R  =■  20  n  *  1.01)  and  adiabatic  behavior  (for  =  80  pm,  n 

1.23)  of  the  bubble  pulsations.  The  gradual  reduction  in  the  thre.shold  as 
the  bubble  radius  increases  is  mostly  due  to  the  fact  that  as  the  bubble 
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grows  toward  resonance  size  its  pulsation  amplitude  increases,  which 
results  in  more  rectified  mass  tranfer  per  cycle.  Shown  in  Fig. 11  is  the 
variation  in  the  rectified  diffusion  threshold  as  a  function  of  frequency 
for  two  different  values  of  the  bubble  radius. 

A  gas  bubble  present  in  a  liquid  containing  a  sinusoidally  varying 
pressure  field  behaves  very  much  like  a  damped  driven  harmonic  oscillator. 
It  has  a  linear  resonance  frequency  given  by  (41).  For  a  system  in  which 
the  frequency  is  fixed,  and  the  radius  varies,  as  is  typical  of  studies 
involving  rectified  diffusion,  one  can  speak  of  a  'resonance  radius*  given 
by  a  solution  of  (41)  for  when  is  replaced  by  the  driving  frequency. 
In  Fig.  12  the  driving  frequency  is  1.0  MHz,  the  surface  tension  68.0  dyn 
cm  ^  ,  and  the  ambient  pressure  0.1  MPa,  thus  giving  a  resonance  radius  of 
3.15  um.  It  is  seen  that  the  threshold  becomes  very  low  near  resonance  due 
to  the  large  pulsation  amplitude  of  the  bubble  there.  Near  resonance,  the 
amplitude  of  the  buDble's  pulsations  are  determined  mostly  by  the  damping, 
which  is  relatively  small,  and  consequently  the  bubble  oscillates  rather 
violently.  It  is  not  expected  that  the  equations  for  bubble  growth  and  for 
the  threshold  will  be  very  accurate  in  this  region,  however. 

So  far,  our  analysis  in  this  section  has  been  limited  to  the  rectified 
diffusion  threshold.  It  is  in  order  also  to  examine  the  rate  of  growth  by 
rectified  diffusion  when  the  acoustic  pressure  amplitude  exceeds  the 
threshold.  An  examination  cf  the  growth  (or  decay)  of  a  bubble  is  shown  in 
Fig.  13.  The  symbols  are  experimental  measurements;  the  curves  were 
obtained  by  numerical  integration  of  (35).  It  was  observed  by  Eller  [57] 
that  his  measurements  of  the  growth  rate  were  considerably  larger  than 
predicted  by  theory.  Gould  [58]  later  confirmed  the  excessive  growth  rates 
but  also  noticed  that  surface  oscillations,  with  their  associated  acoustic 
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Fig.  12.  Variation  of  the  rectified  diffusion  threshold  as  a  function  of 
gas  bubble  radius  for  three  separate  dissolved  gas  concentration  ratios 
(C  /Cj).  The  curves  can  be  calculated  by  the  use  of  Eq.(36);  the  acoustic 
frequency  used  was  1.0  MHz  and  the  surface  tension  was  68  dyn  cm  ;  the 

liquid  is  assumed  to  be  water. 


BUBBLE  RADIUS 


streaming,  were  probably  the  explanation  for  the  increased  growth  rates 


that  he  observed. 

Shown  in  Fig. 14  are  some  observations  of  growth  rates  made  by  Crum 
[63].  He  observed  an  agreement  between  the  measured  and  predicted  rates 
provided  surface  oscillations  were  avoided,  and  provided  that  the  water  was 
relatively  pure  and  free  of  surface-active  contaminants.  When  surface- 
active  agents  were  added  to  the  water,  growth  rates  much  higher  than 
predicted  were  observed.  Among  the  explanations  offered  tor  this  effect 
were  that  (a)  the  surface  active  agents  were  behaving  as  a  rectifying 
agent,  permitting  more  diffusion  in  than  out,  and  (b)  acoustic  streaming 
was  occurring  in  the  absence  of  surface  oscillations,  induced  somehow  by 
the  surface  contamination.  This  interesting  anomaly  has  not  yet  been 
explained. 

Our  attention  is  now  turned  to  cases  that  are  more  applicable  to 
biological  systems.  As  a  specific  experiment  to  consider,  it  wau 
demonstrated  by  ter  Haar  et.al.  [25-26]  that  echo  centers  probably 
representing  gas  bubbles  were  observed  in  live  guinea  pig  legs  when  exposed 
to  therapeutic  ultrasound.  It  was  suggested  by  Crum  and  Hansen  [65]  that 
these  bubbles  of  observable  size  were  the  result  of  cavitation  nuclei  that 
were  made  to  grow  by  rectified  diffusion.  Consider  Fig.  15  which 
demonstrates  what  would  happen  to  a  population  of  free  air  bubbles  (that 
are  unstabili  ed)  with  radii  varying  from  1pm  to  2  un  present  in  wate**  when 
exposed  to  continuous  wave  ultrasound  of  frequency  3  MHz  and  acoustic 
pressure  amplitude  of  0.12  MPa.  This  figure  may  be  applicable  to  the 
growth  of  microbubbles  in  tissue  by  therapeutic  ultrasound.  Note  that  if 
this  population  of  'free  air  bubbles’  were  suddenly  created,  those  bubbles 
with  radii  less  than  1.03  um  would  slowly  dissolve  regardless  of  the 
ultrasound.  Those  bubbles  in  the  range  of  1.03  Um  to  i .4  um  would  grow  to 
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Fig.  14.  Dependence  of  the  bubble  radius  on  time  for  an  air  bubble  under¬ 
going  rectified  diffusion  in  water.  The  symbols  are  measured  values;  the 
curves  have  been  calculated  by  numerical  integration  of  Eq .  (35;.  The 

bottom  two  curves  (and  measurements)  are  for  distilled  water  having  a 
surface  tension  of  68  dvn  cm  ;  the  top  curve  (and  associated  set  of 
measurements )  is  for  water  containing  small  amounts  of  |urf ace-ac ti ve 
agents,  and  having  a  surface  tension  of  32  dyn  cm 
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an  asymptotic  limit  of  about  1.42  um. 


Bubbles  larger  than  1.4  ym 


would 


decay  to  the  asymptotic  limit. 

The  reason  for  this  limit  is  that  due  to  the  Laplace  pressure,  there 
is  always  a  tendency  to  tores  gas  out  of  the  bubble  (note  the  free  decay 
curve  on  the  figure).  If  the  bubble  radius  is  less  than  resonance  size, 
and  greater  than  a  threshold  size,  the  bubble  will  grow  through  resonance 
to  a  size  sufficiently  above  resonance  where  its  pulsation  amplitude  will 
result  in  an  inward  mass  transfer  due  to  pulsation  that  just  matches  the 
outward  mass  transfer  due  to  the  Laplace  pressure.  If  the  bubble  is  larger 
than  the  asymptotic  limit,  it  will  not  be  able  to  overcome  the  outward 
diffusion  due  to  the  Laplace  pressure  and  will  dxsyalve  slowly  until  Its 
pulsation  amplitude  is  large  enough  to  s *oo  further  dissolution. 
Consequently,  there  is  a  tendency  to  force  microbubbles  present  in  a  liquid 
to  a  uniform  size  that  is  dependent  on  the  intrinsic  and  extrinsic  physical 
parameters . 

The  discovery  by  ter  Haar  et.  al.  that  bubbles  could  be  made  to  grow 
in  vivo  by  the  action  of  CW  ultrasound  is  extremely  important  in  our  study 
of  the  bioeffects  of  ultrasound.  Since  it  was  seen  in  Fig.  15  above  that 
gas  bubbles  would  be  forced  to  grow  toward  an  asymptotic  limit,  it  is 
possible  to  use  this  concept  to  explain  the  presence  of  the  bubbles  that 
they  observed. 

The  results  of  the  experiment  performed  by  ter  haar  et.al.  is  depicted 
graphically  in  Fig.  16.  In  that  experiment  they  irradiated  an  anestbesized 
guinea  pig  with  therapeutic  ultrasound  while  monitoring  the  irradiated  area 
with  a  diagnostic  scanner  that  could  detect  objects  such  as  bubbles  down  to 
a  minimum  si2e  of  10  ym  in  diameter.  Fig,  16  shows  that,  the  cumulative 
number  of  events  observed  as  a  function  of  irradiation,  time  for  four  values 
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Fig.  16.  Rate  of  accuraulati on  of  sif.es  of  bubble  formation  during  irra¬ 
diation  with  0.75  MHz  ultrasound  plotted  as  a  function  of  time  and  intensi¬ 
ty.  Results  from  two  different  animals  are  shown. 


of  Che  spatial  average  intensity.  The  bubbles  were  assumed  to  have 
diameters  larger  than  10  pm  as  that  value  was  the  approximate  limit  of 
their  resolution. 

These  data  were  analyzed' by  Crum  and  K&nsen  [  65  ]  and  an  explanation 
given  in  terms  of  growth  of  cavitation  nuclei  by  rectified  diffusion.  Fig. 
17  shows  the  results  of  their  calculation  of  the  growth  of  nuclei  (assumed 
to  be  free  bubbles)  to  sizes  greater  than  the  resolution  limit  for  the 
various  intensities  used  in  the  ter  Haar  study  (note  that  temporal  peak 
intensities  were  used  in  tha  calculation  because  the  bubbles  respond  to  the 
peak  acoustic  pressure  rather  than  the  spatial  average  pressure  -  they  are 
very  small  compared  to  the  diameter  of  the  irradiating  transducer).  It  is 
seen  that  only  a  few  nuclei  grow  to  visible  size  for  the  lowest 
intensities;  in  agreement  with  the  observation  of  ter  Haar  et.al.  The  fact 
that  bubbles  were  seen  that  were  larger  than  the  theoretical  asymptotic 
limit  is  explained  as  due  to  bubble  coalescence  by  Bjerknes  forces  [  65  ]  . 

F.  Observations  and  Coraments 

The  observations  about  rectified  diffusion  that  appear  applicable  to  a 
biological  interests  are  as  fellows: 

(i)  pulsating  bubbles  are  dynamic  systems:  A  gas  bubble  present  in  a 
CW  sound  field  will  grow  in  3ize  if  driven  with  a  pressure  amplitude  that 
is  larger  than  the  threshold  for  rectified  diffusion.  As  the  bubble  grows 
it  will  pass  through  harmonic  regions  [74]  where  its  pulsation  amplitude 
can  become  very  large  inducirg  In  turn  severe  shear  stresses  [42]  in  the 
vicinity  of  the  bubble.  These  shear  stresses  have  been  calculated  by 
Bjorno  and  Lewin  to  be  sufficient  to  cause  biological  damage  [41]. 

(  i  i  )  re  cti.fied  diffusion  thresholds  can  be  exceeded  by  therapeu  tic 
ultrasound  devices:  The  fact  that  ter  Haar  et.al.  [ 25 ]  have  seen  hundreds 
of  bubbles  produced  by  therapeutic  ultrasound  devices  coupled  with  the 
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Fig.  17.  Growth  of  air  bubbles  by  rectified  diffusion  from  a  threshol 
radius  to  maximum  size.  The  four  curves  are  for  the  four  different  inten 
siti.es  used  in  the  ter  Haar  and  Daniels  study  (temporal  peak  intensity  i 
given  here).  The  heavy  line  indicates  the  approximate  minimum  size  fo 
which  the  bubbles  can  be  detected  with  the  pulse-echo  system.  These  curve 
are  for  a  frequency  of  0.75  MHz,  a  surface  tension  of  60  dyn/cm  and  a  ga 

concentration  level  of  1.0. 


observaion  by  Crum  and  Hansen  [65]  that  this  growth  is  consistent  with  the 
predictions  of  rectified  diffusion  leads  us  to  believe  that  this  type  of 
behavior  has  a  widespread  occurrance.  Recent  studies  by  Dyson  [75]  that 
healing  rates  can  be  significantly  improved  by  application  of  therapeutic 
ultrasound  give  additional  evidence  to  this  contention.  In  both  ter  Haar’s 
and  Dyson's  experiments,  the  application  of  a  few  atmospheres  of  static 
pressure  essentially  eliminates  the  effects.  Obviously  bubbles  are 
involved;  the  mechanism  of  rectified  diffusion  is  a  likely  candidate  for 
the  explanation  of  the  observations. 

( i.li )  stabilized  nuclei  may  have  significantly  lower  rectified 
diffusion  thresholds:  It  was  observed  in  the  above  discussions  that  there 
is  a  threshold  for  rectified  diffusion  because  one  needs  to  ovfitcome  the 
tendency  of  surface  tension  forces  to  force  the  gas  contained  within  a 
bubble  into  solution.  However,  the  fact  that  cavitation  nuclei  are 
stabilized  implies  that  this  surface  tension  force  is  somehow  already 
balanced.  In  the  ionic  skin  model  of  Aculichev  [6  ]  arid  the  organic  skin 
model  of  Yount  [12],  a  pulsation  that  did  not  break  up  the  skin  would  cause 
bubble  growth  essentially  without  a  threshold.  Some  experimental  support 
for  this  concept  exists  in  that  Crum  [63]  has  found  that  the  addition  of 
surfactants  to  water  both  lower  the  threshold  and  Increase  the  growth  rate. 
On  the  other  hand,  since  a  threshold  does  exist  in  water,  these  models 
probably  need  some  modification  to  account  for  the  presence  of  the 
threshold.  Perhaps,  in  water,  a  crevice  model  is  required,  with  ionics  and 
organics  on  the  surface!  Within  biological  tissue,  however,  it  is  quite 
logical  to  assume  that  the  small  pockets  of  gas  that  do  exist  are 
stabilized  by  mechanisms  that  effectively  eliminate  the  surface  tension  and 
thus  reduce  significantly  the  threshold  for  rectified  diffusion. 
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A.  Introduction 

There  are  many  areas  associated  with  the  biological  effects  of 
ultrasound  in  which  the  amplitude  of  the  acoustic  field  is  relatively  low 
and  the  irradiation  is  continuous.  Examples  of  such  applications  ate  some 
doppler  scanners,  and  a  variety  of  therapeutic  devices.  For  these 
situations,  a  preexisting  cavitation  nucleus  may  be  nucleated  according  to 
the  conditions  specified  in  section  I,  grow  by  rectified  diffusion 
according  to  the  equations  of  section  II,  and  pulsate  violently  for  several 
cycles  -  which  we  shall  define  as  "stable"  cavitation  and  now  discuss  in 
some  detail. 

B.  Some  governing  equations 

The  general  topic  of  bubble  dynamics  is  rather  broad,  will  probably  be 
treated  elsewhere  in  this  course,  and  is  beyond  the  scope  of  much  of  what 
we  wish  to  do  here.  Nevertheless,  we  shall  need  to  do  seme  mathematical 
analysis  to  obtain  the  equations  we  wish  to  utilize. 

Consider  a  spherical  bubble  present  in  an  infinite  liquid  and  subject 
to  an  oscillating  pressure  field.  Following  Prosperetti  [76]  who  leans 
heavily  on  the  work  of  Keller  [77],  the  following  equation  for  the  radial 
oscillation  of  a  bubble  of  instantaneous  radius  R(  t )  is  obtained 

(l-R/c)RR  +  3R2( 1 -&/3c)/2  =  (1  +  R/c)(p  (R,t)  -  p  (t))/p 

<-  (R/pc)  dp(R,t)/dt.  (42) 

Here  c  is  the  velocity  of  sound,  the  dots  denote  differentiation  with 
respect  to  time,  p,  is  the  internal  pressure,  P,  is  the  static  pressure 

i  b 

plus  the  applied  oscillating  pressure  and  p  is  the  pressure  in  the  liquid 


( 
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just  outside  the  bubble.  The  internal  pressure  is  connected  to  the 

external  pressure  by  the  condition  on  the  normal  stresses,  viz., 

p.(R,t)  -  p  ( R ,  t )  +  2  a/S.  +  4pR/R.  (43) 

Again,  a  is  the  surface  tension  and  p  the  viscosity  of  the  liquid.  The 

viscous  damping  term  is  included  in  ( -♦  3 )  and  not  in  (42)  partly  out  of 
convenience  and  mostly  because  it  can  be  quite  significant  for  very  small 
bubbles.  Eq .  (42)  contains  the  effect  of  the  compressibility  of  the 

liquid  and  does  not  make  the  polytropic  exponent  approximation.  If  the 
liquid  is  assumed  to  be  incompressible  and  the  polytropic  approximation  is 
made,  then  the  well-known  Rayleigh-Plesse t  equation,  given  earlier  as  Eq . 
(16),  is  obtained.  It  will  be  desirable  to  use  (42)  in  some  of  our 

calculations  tc  be  discussed  below  rather  dian  (16). 

For  the  time  being,  however,  let  us  assume  that  the  polycropic 
exponent  approximation  can  be  made  and  examine  solutions  to  the  Rayleigh- 
Plesset  equation  that  vill  enable  us  to  describe  the  oscillations  cf  a  gas 
bubble  driven  at  relatively  low  pressure  amplitudes. 

The  linear  or  first-order  approach  to  this  problem  is  ce  assume  that, 
the  radius  of  the  bubble  can  be  written  as 

R  ■  R  ( ’  +  x) .  (44) 

P 

where  x  Is  given  by  Eqs.  (22)  through  (26).  This  approach  enables  c  n  to 
obtain  an  analytical  expression  that  closely  approximates  the  threshold  and 
growth  rate  for  rectified  diffusion,  as  shown  earlier  in  Figs.  10  and  13. 
and  enables  one  [78]  to  indirectly  measure  the  variation  of  the  polytropic 
exponent  with  bubble  radius,  as  shown  in  Fig.  18.  This  figure  shows  that 
the  linear  approximation  described  above  gives  a  general  description  of  the 
variation  of  the  polytopic  exponent  with  the  bubble  radius  until  the  ratio 
of  bubble  size  to  rsonance  size  approaches  the  value  0.5.  At  this  point, 


BUBBLE  RADIUS/RESONANCE  RADIUS 


[’:g.  13.  Variation  of  Che  polytropic  exponent  with  bubble  radius  for  air 

hubbies  in  water.  The  symbols  are  experimental  measurements  and  the  solid 
Vine  calculated  from  the  equations  obtained  independently  by  Eller  [68!  an<i 
frospereeii  [67j.  For  this  case,  the  acoustic  frequency  was  27-2  kHz,  the 
surface  terston  68  dyn/cm  and  the  resonance  radius  158  am. 


the  second  harmonic  resonance  of  the  bubble  is  excited  and  the  agreement 
between  the  linear  theory  and  the  experimental  measurements  fails.  Of 

course,  this  is  only  one  of  the  many  harmonic  resonances;  at  other  sites, 

the  linear  theory  will  also  fail  if  Che  amplitude  of  the  radial 
oscillations  is  sufficiently  large. 

C.  Nonlinear  behavior  of  the  bubble. 

This  failure  demonstrates  an  important  caveat  that  must  be 
acknowledged  when  dealing  wih  Lne  oscillations  of  a  gas  bubble  in  a  liquid: 
a  pulsating  gas  bubble  is  a  highly  nonlinear  system  and  its  nonlinear 
behavior  can  be  activated  at  very  low  values  of  the  acoustic,  pressure 
amplitude.  For  example,  the  average  acoustic  pressure  amplitude  required 
to  introduce  these  nonliner  effects  in  Fig.  18  was  on  the  order  of  0.25  bar 
(0.025  MPa). 

To  follow  up  on  this  point,  consider  Fig.  19  which  is  a  plot  of  the 

relative  pulsation  amplitude,  X  *  (R  -  R  )/R  ,  versus  the  ratio  of  the 

m  max  o  o 

driving  frequency  to  the  resonance  frequency  for  a  1.0pm  bubble  in  water. 

The  figure  shows  the  results  of  a  numerical  calculation  by  Lauterborn  [79] 

and  an  approximate  analytical  solution  by  Prosperetti  [74]  of  the  Rayleigh- 

Plesset  equation.  Note  that  a  smooth  linear  resonance  curve  is  not 

observed;  there  is,  in  fact,  consideraDle  nonlinear  structure  in  the  form 

of  higher  harmonics.  The  amplitude  of  these  higher  harmonics  can  be  quite 

considerable.  Some  experimental  confirmation  of  these  results  are  shown  in 

Fig.  20.  This  plot  shows  the  variation  of  the  Levitation  Number,  a  useful 

nondiraensional  number  [80,  81]  that  is  quite  similar  to  the  X  of 

m 

Lauterborn  arid  Prosperetti,  plotted  versus  the  ratio  of  the  measured  radius 
to  the  resonance  radius  (approximately  equal  to  o  / a.  )  for  an  air  bubble  in 
a  glycerine/water  mixture.  The  experimental  points  show  that  this 
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nonlinear  behavior  is  easily  observed;  Che  drawn  lines  are  theoretical 
calculations  that  indicate  that  there  is  not  good  agreement  between  the 
calculated  and  measured  values.  The  solid  line  shows  the  analytical 
result  that  one  would  expect  if  one  assumes  a  polytropic  approximation; 
the  broken  line  is  a  numerical  result  in  which  Che  internal  pressure  is 
calculated  directly,  and  the  thermal  damping  obtained  from  this  result.  In 
this  recent  calculation,  we  have  used  Eq.  (42)  and  obtained  Che  internal 
pressure  by  a  solution  of  the  Navier-Stokes  equations  [82].  This  new 
formulation  is  quite  fundamental  in  approach  and  gives  us  an  opportunity  to 
examine  a  host  of  interesting  problems  of  this  nature  in  the  future. 

D.  Harmonics,  subharmonics  and  noise. 

One  anticipates  that  the  sound  radiated  by  an  oscillating  bubble  will 
be  related  to  the  radius-time  curve  of  a  bubble's  oscillation  for  a  given 
set  of  physical  parameters.  We  have  shown  that  most  aspects  of  nonlinear 
bubble  dynamics  can  be  described  (in  a  qualititive  sense,  at  lease)  by 
analytical  and  numerical  approaches.  We  show  in  Fig.  21  the  radius- time 
(R-t)  curve  that  was  obtained  numerically  for  a  bubble  under  th~;  given 
conditions  shown  on  the  figure.  This  result  was  obtained  by  a  numerical 
integration  of  the  Rayleigh-Plesset  quation,  Eq .  (16).  Also  shown  in  Fig. 
21  in  the  upper  left-hand  corner,  is  a  frequency  spectrum  of  that  bubble's 
oscillation.  Note  that  the  bubble's  R-t  curve  shows  obvious  nonlinear 
effects  that  are  detailed  more  clearly  in  the  frequency  spectrum  (hereafter 
referred  to  as  the  Fast  Fourier  Transform,  FFT ) .  It  Is  seen  that  with  the 
given  conditions,  the  frequency  soectrum  is  rich  in  harmonics,  but  shows 
onlv  an  indication  of  subharmotiic  behavior.  We  shall  assume  (somewhat 
naively)  that  the  sound  radiated  from  the  bubble  would  reflect  the 
composition  of  the  FFT.  By  tne  wav.  our  numerical  solution  given  in  Figs. 
21  anti  22  includes  our  best  estimate  of  intrinsic  bubble  parameters  such  as 
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Figs.  21  (left)  and  22  (right).  Radius-time  curves  and  frequency  spectrum 
plots  for  a  gas  bubble  oscillating  under  the  conditions  given  in  the 
headings.  Note  that  a  small  change  in  acoustic  pressure  amplitude  causes  a 
significant  increase  in  the  subharmonic  response.  Note  also  the  change 

from  period  one  to  period  two  behavior. 


Che  damping  and  the  poly  topic  exponent. 

A  viy  important  aspect  of  our  still  preliminary  results  is  shown  in 
Fig.  22.  This  figure  reflects  Che  same  conditions  shown  in  Fig.  i  except 
that  the  acoustic  pressure  amplitude  has  been  increased  by  approximately 
10%. 

The  FFT  now  shows  that  the  bubble's  oscillation  is  rich  in 
subharmonics  and  ultraharmonics  (jf^/2,  5fo/2  etc.).  The  rapid  appearance 
of  these  frequency  components  implies  that  a  threshold  exists  for  their 
generation  and  that  once  they  appear  the  spectrum  can  rapidly  approach  what 
one  can  term  white  noise.  We  can  show  this  idea  by  taking  a  slight 
digression  to  consider  what  is  commonly  called  the  theory  of  "deterministic 
chaos" . 

E.  Bubble  Chaos 

It  can  be  observed  in  Fig.  21  that  in  the  R-t  curve,  there  is  an 
obvious  transient  response  that  rapidly  leads  to  steady-state  behavior. 
The  steady  state  that  the  bubble  may  approach  may  be  a  simple  linear 
response  that  oscillates  at  the  driving  frequency,  or,  if  the  driving 
amplitude  is  sufficiently  high,  at  a  frequency  that  is  half  the  driving 
frequency  (subharmonic  of  order  1/2),  or  frequency  that  is  twice  the 
driving  frequency  (harmonic  of  order  2),  or  any  number  of  other  allowed 
frequencies.  Consider  a  phase-space  plot  of  the  velocity  of  the  bubble's 
interface  versus  the  radius  of  the  bubble  (often  called  a  Poincare  Plot)  as 
shown  in  Fig.  23.  This  plot  is  generated  by  examining  a  constant-phase 
value  of  the  radius  and  the  velocity  after  each  cycle.  In  this  case,  the 
bubble  was  drivn  at  an  amplitude  sufficiently  high  to  cause  it  to  oscillate 
in  a  "period  two”  mode,  i.e.,  a  subharmonic  of  order  i/2.  Further,  there 
was  only  a  small  amount  of  damping  supplied  so  that  the  transient  existed 
for  seve r a I  eye Les. 
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The  two  regions  shoiwn  era  the  figure  show  that  the  bobble  slowly 
spirals  into  two  points,  called  "attractors'"  in  phase-space.  If  the  bubble 
were  driven  at  a  relatively  lov  amplitude,  then  it  would  behave  linearly 
and  spiral  into  only  one  point,  and  would  oscillate  in  a  "period  one"  mode. 

We  next  consider  what  happens  as  the  bubble  is  driven  at  progressively 
higher  amplitudes.  One  method  for  determining  what  occurs  is  to  examine 
the  FFT.  This  approach  is  somewhat  expirical  in  that  one  only  observes 
what  "has  occurred",  rather  than  following  a  logical,  predictable  path  to 
exp  It- in  what  "should  happen".  The  "chaos"  approach  [83-84]  is  to  examine 
certain  modes  of  oscillation  in  order  to  determine  when  and  how  the 
transition  to  chaotic  behavior  occurs.  Consider  Fig.  24  below,  which  we 
have  ootained  from  our  numerical  studies,  and  which  describes  the  behavior 
of  our  nonlinear  bubble  system  as  it  bifurcates  to  higher  and  higher 
periods.  Plotted  as  the  ordinate  ts  the  value  of  the  radius,  at  some 
arbitrarily-fixed  point  in  its  cycle,  examined  as  a  function  of  driving 
amplitude,  at  the  same  point  in  the  cycle.  (This  is  as  if  one  took  a  strobe 
picture  each  cycle.)  Plotted  as  the  abscissa  is  the  driving  acoustic 
pressure  amplitude  exerienced  by  the  bubble.  Note  from  the  figure  that  as 
the  amplitude  is  increased,  there  is  a  bifurcation  from  "period  one" 
behavior  to  "period  two"'  behavior  at  the  amplitude  ,  from  "period  two"  to 
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Thus y  in  principle,  one  can  systematically  determine  the  advent  of  each 
bifurcation  and  its  associated  frequency  of  sound  radiation,  as  the  system 
approaches  chaos  (or  white  noise). 

What  has  all  this  to  do  with  the  biological  effects  of  ultrasound?  Quite 
a  lot,  really!  The  principal  method  used  so  far  to  determine  that 

cavitation  does  or  does  not  exist  in  an  opaque  medium  is  to  detect  the 
presence  of  radiated  acoustic  signals  that  are  associated  with  cavitation  - 
subharmonics  or  white  noise.  Our  examination  of  where  this  noise 
originates,  and  why  it  is  there  is  extremely  important  if  these  concepts 
are  still  to  used  said  as  cavitation  indicators.  Further,  if  clinical 
ultrasound  systems  are  found  to  be  inducing  cavitation,  either  stable  or 
transient,  it  will  be  very  important  to  determine  as  much  as  we  can  about 
the  nature  of  the  cavitation  and  its  potential  for  damage.  We  now  examine 
a  cavitation  phenomenon  that  has  high  damage  potential. 

F.  Sonoluminescence  from  stable  cavitation 

Sonoluminescence  is  a  phenomenon  first  observed  over  50  years  ago  [85] 
in  which  light  is  emitted  from  a  gas  bubble  set  into  violent  oscillation  by 
an  acoustic  field.  Several  explanations  [36]  for  this  light  emission  have 
been  given  over  the  years  but  it  is  now  reasonably  well  established  [49-51] 
to  be  a  result  of  the  radiative  recombination  of  certain  free  radical 
species  produced  by  the  collapsing  bubble  as  it  drives  the  interior  gases 
to  high  temperatures. 

Although  detection  schemes  for  this  phenomenon  have  included  the  naked 
eye  [87],  exposure  of  photographic  plates  [88],  and  photomultipliers  [88], 
recently  Reynolds  et.al.  [89]  have  used  an  image  intensification  technique 
to  record  low— level  (.'missions.  We  wish  to  now  describe  the  use  of  this 
system  to  examine  cavitation  produced  by  an  ultrasonic  horn  driver  in  a 
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tank  of  water.  The  horn  produced  standing  waves  within  the  tank  and 
cavitation-like  bubble  activity  was  observed  to  occur  at  the  pressure 
antinodes  according  to  the  general  custom. 

The  experimental  apparatus  is  shown  in  Fig.  25.  After  a  desirable 
level  of  sonoluminscence  was  achieved  by  adjusting  the  position  of  the  horn 
in  the  chamber,  the  output  of  the  image  intensifier  tube  (IIT)  was  recorded 
by  a  video  camera  on  magnetic  tape  for  a  variety  of  voltages  supplied  to 
the  horn.  The  patterns  observed  by  the  IIT  were  later  reviewed  with  the 
VCR,  and  when  a  desirable  feature  was  observed,  the  frame  was  frozen  and  a 
still  photograph  taken  with  a  35  mm  camera.  A  succession  of  these  photos 
for  increasing  pressure  amplitude  are  shown  in  Fig.  26. 

Fig.  26a  shows  that  light  emissions  begin  to  appear  in  a  layer  near 
the  tip  of  the  horn.  It  is  known  that  an  antinodal  plane  of  pressure 
should  exist  there  and  at  successive  half-wavelength  distances  from  the 
horn  in  a  vertical  direction  if  standing  waves  are  excited  in  the  tank  of 
water.  In  Fig.  26a  the  broad  band  of  light  emission  near  the  bottooi  of  the 
frame  coincides  with  the  horn  tip.  Note  also  that  there  is  a  single  spot 
of  light  occurring  in  the  upper  left  of  this  frame.  This  spot  is  at  the 
position  of  the  second  antinodal  plane  as  is  Indicated  by  the  development 
of  this  band  in  Figs.  26b  and  26c.  The  curious  row  of  6  separate  spots  of 
light  in  this  band  maintained  their  individual  identities  until  the 
pressure  amplitude  was  increased.  As  shown  in  Fig.  26d,  a  third  row  of 
individual  light  producing  centers  developed  that  became  welL  defined  in 
Fig.  26e.  At  this  stage,  there  was  considerable  movement  of  the  light 
emitting  centers  back  and  forth  within  separate  antinodal  planes,  but  no 
distinguishable  movement,  between  planes.  Further,  it  is  seen  in  Fig.  2be 
that  the  6  separate  centers  ot  Fig.  26d  have  started  to  blend  into  one 


single  band. 
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Fig.  26.  Photographs  taken  from  video  monitor  ot  sonolumi ne scene e  acr.i 
viewed  by  image  intensifier  tube  fo1-  increasing  levels  of  acoustic,  pres 
amplitude.  The  horn  is  driven  at  its  lowest  level  in  (a)  and  at 
highest  level  in  (f),  where  the  standing  wave  pattern  is  disrupted 
violent  cavitation  on  the  horn  tip.  The  "layers"  of  activitv  are  due 
bubbles  trapped  near  antinodal  planes  separated  by  approximately  a 


If  the  pressure  amplitude  is  increased  even  further,  the  light 
emission  nearly  ceases,  except  for  one  spot  near  the  tip  of  the  horn,  as 
shown  in  Fig  26f.  This  effect  is  a  well-known  characteristic  of  cavitation 
produced  oy  horn  radiators  and  is  a  consequence  of  such  violent  cavitation 
on  the  horn  tip  that  the  sound  is  no  longer  propagated  into  the  bulk  of  the 
fluid.  A  rough  measurement  of  the  sound  field  indicated  a  threshold  for 
light  emission  on  the  order  of  1.5  bars  (0,15  MPa). 

The  degree  of  sono luminescence  activity  described  here  is  rather 
remarkable  considering  the  relatively  low  level  of  cavitation  activity 
associated  with  the  modest  levels  of  acoustic  pressure  amplitude  generated 
in  the  tank. 

A  visual  inspection  of  the  system  revealed  that  at  low  driving  levels, 
say  Fig.  26a,  there  was  almost  no  bubble  activity  at  all,  perhaps  a  thin, 
barely  visible  "streamer",  but  certainly  no  'snappy"  cavitation  typical  of 
transient  events.  Even  at  the  highest  level  of  light  emission,  as  in  Fig. 
26e,  only  a  few  thin  streamers  were  visible.  On  occasion,  the  feather-like 
track  [90-92]  and  sharp  snap  of  a  transient  event  was  observed,  but  only 
near  t.he  very  bottom  of  the  tank,  well  below  the  area  viewed  by  the  ITT. 
It  appears  that  there  can  be  considerable  amounts  of  light  emitted  from 
what  most  of  us  would  call  "stable"  cavitation. 

In  a  detailed  and  extensive  report  on  a  similar  experiment,  Saksena 
and  Nyborg  [93]  described  the  observation  of  sonoluminescence  from  "stable" 
cavitation  in  both  water  and  a  mixture  of  glycerine  and  water.  There, 
l  ight:  was  observed  even  in  the  absence  of  streamers  in  the  gl/ceri  ne/water 
mixture.  Our  observations  here  corroborate  those  findings  and  indicate 
that  violent,  destructive  collapses  need  not  occur  for  considerable  amounts 
oi  light  output  to  occur.  Since  it  is  now  rather  well-established  that  the 


light-emission  mechanism  is  associated  with  free  radical  production  (and 
recombination),  the  presence  of  sonoluminescence  is  an  indication  of 
potentially  very  harmful  chemical  activity. 

Using  our  new  formulation  of  bubble  dynamics,  we  have  been  able  to 
calculate  the  temperatures  associated  with  a  violently  pulsating  gas  bubble 
driven  near  its  principal  resonance  and  at  an  off-resonance  point.  Shown 
in  Fig.  27  is  the  temporal  variation  of  the  temperature  for  a  50  y m  bubble 
driven  at  the  modest  pressure  amplitude  of  0.6  bar  (0.06  MPa)  and  for 
frequencies  equal  to  0.8  and  0.4  times  its  resonance  frequency.  It  can  be 
•seen  that  the  temperature  in  the  inferior  of  the  bubble  rises  to  nearly 
3000°K,  sufficiently  high  for  luminescence  to  occur,  for  the  excitation  near 
the  principal  resonance. 

G.  Concluding  remarks. 

This  phenomenon  of  stable  cavitation  becomes  particularly  appropriate, 
in  a  biological-effects  sense,  when  one  considers  the  fact  that  theraputic 
ultrasound  with  acoustic  pressure  amplitudes  on  the  order  of  0.1  MPa  has 
been  shown  to  induce  bubble  formation  In  vivo  [25-26],  and  that  these 
bubbles  are  made  to  grow  by  ultrasonic  means  [27].  A  bubble  trapped  in 
tissue  would  not  be  as  free  to  move  away  from  the  pressure  maxima  as  they 
are  in  liquids,  and  accordingly  could  generate  copious  amounts  of  highly 
reactive  free  radicaLs.  It  seems  logical  that  growth  by  rectified 
diffusion  would  also  be  restrained  and  consequently  the  bubble  could  spend 
a  considerable  number  of  oscillations  in  large-amplitude  pulsation  before 
it  broke  up,  or  grow  through  resonance  bv  rectified  diffusion.  Further, 
even  if  it  broke  apart  during  its  most  violent  oscillations,  it  would 
likely  regrow  through  the  large-amplitude  regions  again  and  again.  It.  is 
not  clear  that  these  effects  would  always  be  harmful,  especially  since 
Dyson  et.al.  [75,94]  have  seen  beneficial  results,  but  with  the  widespread 
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use  of  ultrasound  systems  in  clinical  medicine,  increased  attention  should 
be  given  this  phenomenon  in  order  to  ascertain  what  types  of  bio-effects 
may  be  occuring. 


V.Y 


IV.  EXPERIMENTAL  MEASUREMENTS 


OF  CAVITATION  PRODUCED  BY  SHORT  ACOUSTIC  PULSES 


In  this  section  we  wish  to  describe  some  recent  experimental 
measurements  that  we  have  performed  of  cavitation  produced  by  short 
acoustic,  pulses.  We  shall  examine  only  the  experimental  aspects  of  the 
study;  the  tneoretical  analysis  of  short  pulse  cavitation  is  treated  in 
another  section  by  Professor  Flynn. 

A.  Introduction 

Recently  Flynn  [95]  and  Apfel  [96]  have  calculated  that  microsecond 

length  pulses  of  ultrasound  can  generate  transient  cavitation  in  water  for 

2 

temporal  peak  intensities  in  the  range  of  10  to  30  W/cm  (depending  upon 
the  initial  conditions).  Since  some  diagnostic  ultrasound  systems  current¬ 
ly  in  clinical  use  generate  microsecond  length  pulses  with  temporal  peak 
intensities  greater  than  100  W/cm  [97-98],  there  was  reason  to  believe 
that  this  mechanism  could  operate  under  diagnostic  conditions  in  aqueous 
media.  However,  until  this  study,  there  had  been  no  reported  experimental 
confirmation  of  these  theoretical  calculations.  We  wish  to  present 
evidence  that  ultrasonic  pulses  as  short  as  one  cycle  at  a  frequency  of  1.0 
MHz  give  rise  to  luminescence  flashes  characteristic  of  violent  cavitation. 

B.  Experimental  Procedure 

The  experimental  system  is  described  in  more  detail  by  Roy,  et.al 
[99];  only  a  brier  description  will  l-e  given  here. 

Since  the  collapse  of  a  cavitation  "bubble"  is  restricted  to  extremely 
small  dimensions  at  megahertz  frequencies,  we  decided  not  to  uti  lize  the 
commonly  used  cavitation  detection  criterion  —  the  acoustic  detection  of  a 
shock  wave  There  is  incomplete  evidence  that  cavitation  collapses  in  this 


frequency  regime  will  net  be  detectable  acoustically .  Rather ,  we  have  used 
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a  photometric  detaction  system  b-’sec  upon  the  observation,  via  a  photomul¬ 
tiplier  tube,  that  light  is  produced  by  the  oxidation  of  luminol  through  a 
reaction  that  is  initiated  by  the  free  radicals  generated  during  the 
collapse  of  a  cavity.  We  shall  describe  this  process  as  chemiluminescence 
rather  than  sonoluminescence  and  discuss  the  distinction  between  the  two 
processes  later.  The  details  of  the  experimental  procedure  are  now  given. 

An  essential  ingredient  of  the  cavitation  generation  system  is  that 
the  acoustic  pressure  amplitude  of  the  sound  field  is  increased  linearly 
with  time,  at  a  reproducible  rate,  until  cavitation  occurs.  The  heart  of 
the  system  is  a  ramp  generator  that  drives  both  the  amplitude  modulation 
input  of  a  function  generator  and  a  strip  recorder.  The  DC  voltage  level 
on  the  strip  chart  record  is  linearly  related  to  the  peak  to  peak  output  of 
the  function  generator.  Thi3  signal  is  amplified  and  delivered  to  a 
focused  transducer  (resonance  frequency  approximately  1.0  MHz)  that 
radiates  into  an  echo-free  chamber  (walls  lined  with  acoustic  absorber) 
filled  with  distilled  water  containing  luminol.  The  chart  record  is 
calibrated  in  units  of  megapascals  by  inserting  a  small,  calibrated  hydro¬ 
phone  (Medicoteknisk  Institut,  PVDF  ultrasonic  probe,  o.d.  1.0mm)  into 
the  focal  region  of  the  sound  field  during  simulated  measurements  at  low 
amplitudes.  Fig.  28  shows  the  cavitation  generation  apparatus  that  we  use. 

The  cavitation  detection  scheme  is  critical  to  these  measurements  and 
is  now  described.  Light  generated  by  the  collapsing  cavity  (discussed  in 
more  detail  below)  in  the  focal  region  is  detected  by  a  photomultiplier 
tube  ( PMT )  and  the  resulting  pulse  from  the  PMT  base  is  preamplified  and 
fed  into  a  pulse  height  discriminator.  The  discriminator  level  determines 
the  senritivitv  of  the  apparatus  and  is  set  to  600  mV,  which  is  well  above 
the  average  electrical  background  level  (~150mV)  but  below  the  typical 
chemiluminescence  pulse  height  C1.0V).  After  discrimination,  the  signal 
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passes  through  a  "noise,  gating*'  network  that:  either  ignores  the  signal  (no 
decision)  or  resets  the  system  (c.avlt,?.tiou  detected).  The  noise  gating 
net'  -  irk  is  a  type  of  "coincidence"'  counter  that  requires  that  two  pulses 
ar  arved  within  a  100 mg  time  interval.  The  reason  for  this  cavitation 
detection  criterion  is  that  we  have  discovered  through  experience  that  a 
cavitation  event  typically  generates  otveral  optical  flashes  during  a  100ms 
interval  while  the  background  noise  is  randomly  distributed  in  time.  Thus, 
the  coincidence  requirement  permits  us  to  lower  the  "false  count"  rate  to  a 
small  fraction  of  the  total  number  of  events.  A  "system  reset"  refers  to 
an  immediate  reduction  in  the  acoustic  pressure  amplitude  to  a  quiescent 
level  (■’.era  amplitude)  for  a  predetermined  length  of  time  and  constitutes 
light  detection.  Fig.  29  shows  the  cavitation  HfstecM-«n  apparatus  that  we 
use. 

The  sequence  of  events  that  comprise  a  data  run  are  then  as  follows: 
A  “imrer  disables  the  linear  gate  and  the  ramp  generator  for  a  fixed  length 
of  tim.-»,  say  300  seconds.  The  linear  gate  prevents  any  stray  noise  pulses 
from  resetting  the  timer  before  the  quiescent  period  is  over.  At  the  end 
of  this  time,  a  slowly  increasing  voltage  is  supplied  to  the  transducer, 
which  simultaneously  increases  the  acoustic  pressure  amplitude  in  the 
liquid.  When  the  detection  system  observes  more  than  two  electrical  pulses 
with  heights  greater  than  600mV  within  the  ICOms  gate,  the  system  (which 
includes  the  strip  chart  recorder)  is  reset  to  undergo  another  300s 
quiescent  time.  This  procedure  is  tnen  repeated  until  a  sufficient,  number 
of  data  points  are  collected.  The  chart  recorder  then  provides  a  ham  copy 
of  the  data  generated. 

We  have  taken  measurements  of  the  cavi tar  ion  threshold  as  a  function 
of  pulse  length  ar.d  or  length  of  time  net  ween  pulses  (duty  cycle).  a  duty 
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cycle  of  1:10  means  that  the  sound  field  is  on  for  1  time  unit  and  off  for 
the  succeeding  9  time  units. 

C.  Results 

Figure  30  shows  the  measured  values  of  the  threshold  acoustic  pressure 
amplitude  required  to  trigger  a  system  reset  as  a  function  of  pulse  length 
for  distilled  water  containing  luminol.  The  data  presented  here  are  for  a 
duty  cycle  of  1:10;  similar  behavior  is  observed  for  duty  cycles  of  1:3, 
1:5  and  1:20.  The  values  of  the  temporal  peak  acoustic  pressure  are  given 
because  it  is  this  parameter  that  is  important  in  the  generation  of  cavita¬ 
tion  effects,  not  the  average  intensity  [100].  An  approximate  value  of  the 
temporal  peak  intensity  can  be  obtained  by  assuming  a  plane  wave  and  using 

the  relation  I  *  P  /2pc,  where  P  is  the  temporal  peak  acoustic  pressure, 

3  3 

p  is  the  density  of  the  liquid  and  c  the  velocity  of  sound  in  the  liquid. 
Values  of  the  intensity  reported  in  this  paper  will  be  calculated  using  the 
above  relationship  between  intensity  and  pressure.  We  have  plotted  the 
"cavitation  threshold"  as  a  function  of  the  logarithm  of  the  pulse  length 
to  compress  the  scale.  Since  the  frequency  used  was  1.0  MHz,  an  abscissa 
value  of  3  implies  that  about  1000  cycles  were  contained  in  the  pulse,  2 
means  100,  1  means  10  and  0  indicates  that  the  pulse  contained  essentially 

one  cycle. 

Each  data  point  presented  is  the  average  of  at  least  10  individual 
measurements;  the  error  bars  represent  +  one  standard  deviation  from  the 
mean.  For  the  critical  data  point  at  an  abscissa  value  of  0  —  one  acous¬ 
tic  cycle  —  we  have  taken  over  30  separate  measurements  on  three  different 
days  wit  ,  three  different,  liquid  samples.  On  one  occasion  a  second  opera¬ 
tor  made  the  measurements  (although  the  system  is  essential Iv  automated). 
Furthermore,  at  a  duty  cycle  of  1:10,  and  at  values  of  the  temporal  peak 
acoustic  pressure  only  slightly  higher  than  that  determined  as  the  "thresh- 
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Fig.  30.  Variacion  of  Che  acoustic  cavitation  threshold  of  water 
containing  luminol  with  pulse  length  for  a  duty  cycle  of  1:10.  The  points 
are  the  average  of  at  least  10  independent  measurements  and  the  error  bars 
represent  +  one  standard  deviation.  The  carrier  frequency  was  1.0  MHz  and 

the  liquid  was  saturated  with  argon. 


old",  single  cycle  pulses  of  1  MHz  ultrasound  give  light  emission  that  is 
visible  to  the  naked  eye . 

Figure  31a  showfi  a  photo  of  the  electrical  pulse  supplied  to  the 
transducer,  and  31b  the  temporal  variation  of  the  acoustic  pressure  as 
measured  by  our  miniature  probe  hydrophone.  Note  that  there  is  some 
ringing  of  the  transducer  but  only  at  a  much  reduced  amplitude. 

We  have  also  examined  the  dependence  of  the  "cavitation  threshold"  on 
duty  cycle  for  the  "one-cycle"  pulse.  These  data  are  shown  in  Fig.  32.  We 
have  been  concerned  that  the  cavitation  nuclei  may  respond  to  the  pulse 
repetition  frequency  rather  than  the  individual  pulses.  These  data  have 
greatly  reduced  that  concern. 

There  are  several  important  aspects  of  these  data  that  need  to  be 
addressed . 

First  of  all,  we  have  established  an  arbitrary  definition  of  the 
threshold.  By  our  definition,  the  cavitation  threshold  is  that  value  of 
the  peak  temporal  acoustic  pressure  at  which  PMT  output  pulses  reaching  the 
pulse  height  discriminator  have  values  of  600  mV  or  larger.  This  require¬ 
ment  is  a  working  definition  in  that  this  discriminator  setting  permits  us 
to  obtain  a  desirable  signal-to-noise  ratio.  It  is  quite  conceivable  that 
a  more  sensitive  detection  system  would  Indicate  lower  values  of  the 
threshold  (  see  the  discussion  of  the  meaning  of  threshold  for  this  system 
as  described  in  ref.  [99]).  We  are  currently  attempting  to  acquire  a  more 
sensitive  system  to  determine  if  the  values  of  the  threshold  obtained  in 
this  studv  can  be  significantly  lowered. 

Second,  we  have  used  a  definition  of  cavitation  that  involves  the 
production  of  light  by  the  collapsing  cavity.  Sonolumineseence  is  a  rea¬ 
sonably  well-understood  phenomenon  [8b]  that  is  apparently  the  result  of 
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the  radiative  recombination  of  free  radicals  produced  by  the  high  tempera¬ 
tures  and  pressures  developed  by  the  collapsing  cavity  [49-51].  However, 
the  light  emission  that  we  observe  is  probably  not  sonoluminescence  pro¬ 
duced  by  the  recombination  of  free  radicals  w_ithin  the  cavity  itself. 
Rather,  we  observe  light  from  the  bulk  of  the  liquid  indirectly  resulting 
from  free  radicals  produced  within  the  cavity.  Luminol  has  been  used  by 
several  researchers  (see  for  example,  ref.  [88])  to  increase  the  output  of 
light  emissions  from  acoustic  cavitation  and  the  specific  oxidation  reac¬ 
tions  that  lead  to  light  emission  have  been  studied  in  some  detail  [101- 
102].  What  is  most  important,  and  relevant  to  this  work  is  that  the 
presence  of  free  radicals  are  required  for  light  emission  to  occur.  Since 
these  free  radicals  are  highly  reactive,  and  pose  a  threat  to  biological 
tissues,  it  is  their  presence  that  is  important,  not  the  light  emission  per 
se . 

A  third  aspect  of  the  observation  reported  here  is  that  the  light 
emission  from  the  insonified  area  can  be  seen  by  the  naked  eye,  and  appears 
in  the  form  of  "streaks"  rather  than  "flashes".  We  interpret  this  phenome¬ 
non  to  be  due  to  the  relatively  long  lifetime;  of  the  oxidation  reaction  (as 
long  as  50ms  iccording  to  Finch  [88])  and  the  ranid  movement  of  collapsing 
cavities  through  the  focal  region  due  to  radiation  pressure  forces.  Howev¬ 
er,  as  discussed,  earlier,  we  have  also  recently  observed  intense  light 
emission  from  a  form  of  "stable"  cavitation  with  the  use  of  an  Image 
intensifier  tube  as  a  light  detector  [103].  Although  the  temporal  peak 
acousti  assures  are  quite  large,  we  don't  wish  to  discount  some  form  of 
stable  cavitation  at  this  time,  especially  since  the  liquid  probably  con¬ 
tains  a  Large  number  of  large  cavitation  nuclei  [104]. 

D.  Some  Final  Concluding  Comments 

Our  recent  examination  of  t:he  possible  generation  of  cavitation  by 
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clinical  devices  has  lead  us  Co  the  following  conclusions. 

(i)  There  can  be  no  doubt  that  small  pockets  of  free  gas  are 
contained  in  biological  tissue;  the  widespread  presence  of  these 
microbubbles  is  well  established  by  decompression  studies. 

(ii)  It  has  been  observed  experimentally  that  these  microbubbles  can 
be  activated  by  both  continuous  and  pulsed  acoustic  systems. 
Furthermore,  the  experimental  oservations  are  roughly  in 
agreement  with  the  theoretical  pedictions. 

(iii)  Because  cavitation  is  hard  to  detect,  unless  one  knows  what  to 
look  for,  there  is  now  good  reason  to  believe  that  cavitation  is 
being  produced  by  some  therapeutic  and  diagnostic  ultrasound 
devices.  An  extensive  risk-assessment  study  emphasizing  the 
physical  mechanisms  should  be  carried  out  immediately. 
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